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HP B3740A Software Analyzer 



Viewing Source Code for Logic Analysis 
Data 


Using the Software Analyzer, you can control modules in the 
HP 16500 logic analysis system or the HP 1660C/CS and HP 1670A/D 
families of benchtop logic analyzers. You can also view the program 
source code associated with captured logic analyzer trace data. 

The Software Analyzer works with state analyzers and preprocessor 
subsystems in HP logic analyzers on the Local Area Network (LAN). 
The HP 16500B Logic Analysis System mainframe must include a LAN 
interface card. The HP 1660C/CS families of logic analyzers must 
include the LAN interface (option 015). 

With the Software Analyzer, you can: 

• Use the Logic Analyzer window to set up traces and control the 
logic analyzer. 

• Use the Source window to download symbohc information from 
OMF files to the logic analyzer. 

• Use the Source window to view captured execution in terms of 
high-level "C" source hues. Other high-level programming 
languages may work depending on the symbohc debugging 
information in the OMF fhe. 

• Use the Trace List Control window to scroll through the lines in the 
Source window as well as the state hsting lines in the Logic 
Analyzer window. 


Trademarks 

Motif is a trademark of the Open Software Foundation in the U.S. and other 
countries. 

Windows® and MS Windows® are U.S. registered trademarks of Microsoft 
Corporation. 

TM 

Windows NT is a U.S. trademark of Microsoft Corporation. 

(R) 

UNIX is a registered trademark in the United States and other countries, 
licensed exclusively through X/Open Company Limited. 
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In This Book 


This book shows you how to use the 

Software Analyzer. It contains the 

following chapters: 

• Chapter 1 is a brief tutorial that 
uses sample files to show you the 
steps you’ll generally take when 
using the Software Analyzer. 

• Chapter 2 contains an overview of 
the Software Analyzer, and has a 
more complete description of all 
the tasks you can perform when 
using the Software Analyzer. 

• Chapter 3 describes the commands 
in the Software Analyzer main 
window, the HP E2450A Symbol 
Utility, supported symbol file 
formats, the nsbuM symbol utility, 
the General-Purpose ASCII (GPA) 
file format, and messages that can 
appear when using the Software 
Analyzer. 

• Chapter 4 describes solutions for 
common problems that can occur 
when using the Software Analyzer, 
and why they happen. 

• Chapter 5 shows you how to install 
the Software Analyzer. It contains 
instructions for personal com¬ 
puters running MS Windows® as 
well as for SUN and HP 9000 
series 700 workstations running 
the UNIX® operating system. 
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This chapter uses sample configuration files and a demonstration 
program to configure the logic analyzer for the tutorial. For your 
convenience, the demonstration program is already compiled and 
linked. 


This chapter includes the following steps to help you learn to use the 
Software Analyzer: 


• Step 1. 

• Step 2. 

• Step 3. 

• Step 4. 

• Step 5. 

• Step 6. 


Start the Software Analyzer 
Configure the logic analyzer 
Load the symbol database 
Set up the trigger and capture data 
Scroll data by assembly states 
Scroll data by source lines 
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Tutorial 


Tutorial Works with Most HP Logic Analyzer Models 

This tutorial will not work with the HP 1663C/CS 34-channel logic analyzer. 


Before following the instructions in this tutorial, do the following. 

• If you are using the HP 16500B logic analyzer mainframe, install the 
appropriate state analyzer module, with software version 2.00 or 
greater, into the mainframe. Refer to the documentation that comes 
with the logic analyzer module. 

• If you are using the HP 16500B mainframe, install the HP 16500H 
or HP 16500L LAN Interface Module into the mainframe. Refer to 
the appropriate logic analyzer documentation. 

• If you are using the HP 1660C/CS-Series Logic Analyzer, verify that 
it has LAN interface hardware (option 015) installed. 

• Connect the logic analyzer to your LAN. Set the controller to 
Ethernet (in the System External I/O menu on benchtop models, 
and in the System Configuration menu for the HP 16500B/C). 

• Install the appropriate logic analyzer system software. See the 
table on the following page and refer to the "Installation" chapter. 

The E2450 Symbol UtUity Software ships with the benchtop logic 

analyzer models and with the Software Analyzer. 

• Install the Software Analyzer. 

• Install the HP E2450A Symbol Utility Software in the logic analyzer. 

See the "Installation" chapter for information about installing software. 
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Tutorial 

Step 1. Start the Software Analyzer 


Table 1-1 



HP Logic Analyzer Products and Software Version Numbers 


Product 


Software Version 


HP B3740A Software Analyzer 
HP 16500C M ainframe 

HP E2450A Symbol Utility Software for HP 16500C (OPT5_032) 

HP 16500B M ainframe 

HP E2450A Symbol Utility Software for HP 16500B (OPT_032) 

HP 1660A/AS/C/CS-Series Logic Analyzer 
HP 1670A/D-Series Logic Analyzer 

HP E2450A Symbol Utility Software for HP 1660C/CS and 1670 (OPTC_032) 


1.00 or greater 
1.00 or greater 
1.00 or greater 
3.00 or greater* 
3.00 or greater* 
1.00 or greater* 
1.00 or greater* 
1.00 or greater* 


* The Symbol Utility Software major software version number that you load must match tyour HP logic 
analyzer major software version number (for example, B.xxjfor the 16500B and l.xxfor the 16500C and 1660/70 
series. The HP E2450A disk (labeled S.xxjhas both l.xxand 3.xx files, for all the supported logic analyzers 
listed above. 


Step 1. Start the Software Analyzer 


1 Start the Software Analyzer by double-clicking^on the Software 
Analyzer icon (in MS Windows®, Windows NT , or Windows 95) or 
by typing "swa" on the command line (or "swa &" to start it as a 
background task in UNIX®). 


2 In the "LAN Connection" dialog box, enter the logic analyzer LAN 
address (or select it from the list of previously entered names). 


LAN Connection 


Logic Analyzer LAN Address: 
Network Protocol: 

Connection Timeout: 

I Connect I 


EilBifl I 

PC-NFS[WINSOCK1.1] ~[±] 

"ao I 


Cancel 


To find the LAN address, for an HP 16500B select the Communications field 
in the System Configuration menu then select the Ethernet configuration 
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Tutorial 

Step 2. Configure the logic analyzer 


field. For an HP 16500C, select LAN Settings in the System Configuration 
menu. For an HP 1660C/CS-series or HP 1670-series logic analyzer, go to the 
System External I/O menu and select the LAN Settings field. The resulting 
menu shows the Internet (IP) Address of the logic analyzer. 


3 If you are using the Software Analyzer on a personal computer 
running MS Windows 3.1, select the appropriate "Network Protocol". 
This step is not required for personal computers running Windows 
NT or Windows 95. 

4 Click the Connect button. 

Four Software Analyzer windows appear after a short time: 

• The main Control window labeled "Software Analyzer" that contains three 
pulldown menus. 

• The Logic Analyzer window labeled "HP Logic Analyzer-<analyzer name I 
IP address>". 

• The Source code window labeled "Trace List Source". 

• A window with trace list navigation buttons labeled "Trace List Control". 

If you caimot connect to the logic analyzer, refer to "If you have LAN 
connection problems" in the Common Problems chapter. 


Step 2. Configure the logic analyzer 

Normally, after starting the Software Analyzer you should set up the analyzer 
configuration and format for a specific preprocessor. For this tutorial, the 
analyzer configuration is included with the product. All you need to do is load 
the configuration file. 


1 In the main Software Analyzer window, choose the File^Download... 
command. 
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Tutorial 

Step 2. Configure the logic analyzer 


Table 1-2 


2 In the File Download dialog box, download the appropriate sample 
configuration file, with the full path, as shown in the following table. 
Enter the configuration file name in the Local File box, then click the 
Download button. 


Sample Configuration Files and Uses 


Sample Use with Logic Analyzer/ Enterthis Command 

Configuration File Module in the File Box 

m332_550._a HP 1660C/CS-Series, HP 16550A C:\TM P\M 332_550._A 

m332"555.”a HP 16555, HP 16556 C:\TM P\M 332"555.”A 

m332_554._a HP 1670-Series, HP 16554A C:\TM P\M 332_554._A 

If you installed the Software Analyzer in its default path, you can find the 
sample configuration files either in \HPCOL\SAMPLE S\SWA on the personal 
computer, or in /usr/hpcol/<platform>/samples/swa on the UNIX workstation. 
You can click on the Browse . . . button and use the resulting dialog to 
select the Local File. 

The sample files whose names contain "m332" or "332" are for the Motorola 
68332 demonstration. Files whose names contain "i386" or "386" are Intel 
80386 demonstration files. The "readme" file(s) in the sample files 
directories provide more information about the sample files and how they 
were generated. 

3 In the File Download dialog box, type "icpu32" or "ia386e" in the 
Local File field. Type "C:\TMP\" in the Logic Analyzer File box. Click 
the Download button. 

The Motorola demonstration uses "icpu32" and the Intel 80386 demonstration 
uses "ia386e". 

4 Go to the System Hard Disk menu. 

5 If the present logic analyzer directory is not \TMP, scroll through the 
list of files, highlight the appropriate directory name, and click on 
Change Dir. 
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Tutorial 

Step 2. Configure the logic analyzer 


To verify the present working directory, see the PWD: indicator line at the 
bottom of the Logic Analyzer window. 

You can scroll through the list of files if you click on the graphical knob 
buttons and use the "shift-arrow keys", or if you hold down the right mouse 
button and drag the mouse. Use of the arrow keys may differ from use on a 
personal computer or in X-Windows. 


6 Scroll through the list of files in the \TMP directory and highlight the 
configuration file you just downloaded. 


7 In the System Hard Disk screen (with Load showing), click on the 
module selection field (next to Load) and choose the appropriate 
module to load, or "analyzer" for benchtop models. Click on Execute. 
Note the following figure. 


Depending on the logic analyzer model you are using, when the load process 
finishes, the analyzer may display the following status messages: "Pods have 
been truncated. Clock and least significant pods have been preserved." 

This figure shows an example of loading the M332_550._A configuration file 
into the HP 16550A State/Timing Logic Analyzer Module: 


[ System 


Hard 

Disk J 

( Print ) 

( Load 

1 ( lOO/SOOMHz Ld B 

) from file ( n332_550,_fl ) 


( Change Dir. j 

p 

1 e 

type! i6550A_config | 

DOS Filename 

Date 

Time 


Bytes 

File Description 


lBfipr94 

12!26 

M 

0 

DIRECTORY 

ECS_tt332,NS 

16[1ay9<1 

13!08 

38 

26356 

DOS FILE 

ECS_I1332,X 

16[1ay94 

12!55 

00 

49055 

DOS FILE 

ICPU32 

16[1ay94 

12!21 

18 

15104 

CPU32 Disassembler 3,0 

11332-550, _A 

16l1ay94 

12! 17 

54 

277760 

16550 config for 68332 ECS demo 


PHD! \TI1P 

DOS Disk Space(byles) -Total! 85037056 Free: 76951552 


The configuration file contains label setup, lAL setup, and previously stored 
trace data. 
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Tutorial 

Step 3. Load the symbol database 


Step 3. Load the symbol database 

An Environmental Control System (ECS) demonstration program is used for 
this tutorial. For your convenience, it is already compiled and linked into the 
Object Module Format (OMF) file named "ecs_m332.x". You must transfer 
this OMF file to the logic analyzer to use its symbols. 


1 In the File Download dialog box entry fields, type the local file 
"\HPCOL\SAMPLES\SWA\ECS_M332.X" (for personal computers) or 
7usr/hpco]/<platfonn>/samples/swa/ecs_m332.x" (for UNIX). 

Then, type the logic analyzer file "C:\TMP\ECS_M332.X". 

2 Click the Download button. When the download process finishes, 
click the Close button to close the File Download dialog box. 

When the transfer completes, you can use the HP E2450A Symbol Utility to 
build a symbol database from this OMF file. 

3 To enter the logic analyzer Symbol Utility subsystem, change from 
System to Symbol Utility in the Logic Analyzer window. If you are 
using an HP 1660C/CS-series or HP 1670-series logic analyzer, change 
from System to Symbols. Click on Specify Database. 


The main OMF Symbol Table screen appears. You can perform multiple 
functions related to setting up the symbol database. The first thing to do is 
enter the name of the file that was just downloaded. 
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Tutorial 

Step 3. Load the symbol database 


4 In OMF Symbol Table screen, click on the OMF File entry field. 


c_ 

OhF Symbol Table 


OMF File: 

( _ 1 



Drive: ^ Hard Disk ] 



Label ! ADDR ] 

1 Section Relocation ] 

Module;^ 

lOO/SOOUHz Lfl C ) 



[ Current Loaded Files ] 

1 Load ] 

I Done ] 



5 Load the "ECS_M332.X" file. 

a Scroll to the \TMP directory and click on Select, 
b Scroll through the list of files and highlight the "ECS_M332.X" file. 

Then, click on Select. 

The next two entries rarely change. You can change the Drive entry to read 
files directly from the floppy drive. For this tutorial, keep it set to Hard Disk. 
Always set the Label entry to "ADDR" for software traces. You can set this 
label to any arbitrary logic analyzer label. This is useful to aUow hardware 
developers to read in hardware labels using the general purpose ASCII reader 
in the HP E2450A Symbol Uthity. But, for normal software traces, you must 
always set this field to ADDR. 


6 Click on the Module field and choose the appropriate module. 

If there are multiple state analysis modules in an HP 16500 mainframe, the 
symbol manager must recognize the state analysis module to which this OMF 
symbol file attaches. This allows multiple programs to be traced at the same 
time using two different analysis modules and two different symbol files. 
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Tutorial 

Step 4. Set up the trigger and capture data 


7 To build the symbol database, click on Load. 

The logic analyzer builds an internal symbol database from the OMF file. An 
onscreen gauge informs you of the build progress. 

After the build completes, you can view a trace list that has symbols in the 
display output. 

You can also use the nsbuild utility to generate symbol databases. Refer to 
chapter 2 for information on the nsbuild utility. 


8 In the OMF Symbol Table Screen, click on Done. 


Step 4. Set up the trigger and capture data 

Normally, you should next set up the trigger and run the analyzer to capture 
trace data. For this tutorial, trace data for the demonstration program was 
loaded when the analyzer configuration file loaded. 


• To display the trace listing, click on Symbol Utility and choose the 
appropriate subsystem module (the module is always Analyzer in 
the benchtop logic analyzers). Then, click on Configuration and 
choose Listing. 


A trace Ust, with symbols in the AD DR column, appears in the Logic Analyzer 
window. The address of the highlighted state corresponds to the function 
"main+OOOC" in the file "main_ecs.c" in the OMF file ECS_M332.X. 

Also, the Trace List Source window becomes active. Its highlighted bar tracks 
the highlighted state in the trace list and shows the corresponding source 
code. In the Trace List Source window, you see the source code for file 
"main_ecs.c" (displayed in the title bar), and the highlighted bar appears in 
the middle of the function "mam( )". 

The trace hsting may show a product-specific name when displayed on 
various logic analyzers. 
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Step 5. Scroll data by assembly states 


Step 5. Scroll data by assembly states 

To make it easy to view the trace data, the Software Analyzer has a "Trace 
List Control" window. This window contains four buttons that make it easier 
to scroll through the assembly and source views of the trace. 


• To scroll to the next state in the trace listing, click the Next state 
button in Trace List Control window. 


• To scroll to the previous state in the trace listing, click the 
Prev state button in Trace List Control window. 

Notice that if you chck the Next State button several times, the 
highlighted bar in the Trace List Source vrandow also moves to a new 
corresponding source line. 

Use the Next State and Prev State buttons when you wish to scroll one 
state at a time through the assembly level view. 
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Tutorial 

Step 6. Scroll data by source lines 


Step 6. Scroll data by source lines 

If you want to use the source code view, you can use the Trace List Control 
window’s Next Line and Prev Line buttons to scroll through the state 
listing in source line increments. 


• To scroll to the state corresponding to the next source line, click the 
Next Line button in Trace List Control window. 


• To scroll to the state corresponding to the previous source line, click 
the Prev Line button in Trace List Control window. 

When you scroll through source lines, the Software Analyzer searches the 
state listing until it finds the next state with a corresponding source line in 
the symbol database. When this is found, the state listing repositions to that 
state and the source window updates to display the matching source line. 

You can also scroll backward in source line increments which can be very 
useful in understanding the flow of program execution (for example, how you 
arrived at a function, etc.). 


This segment concludes the Software Analyzer tutorial. 
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Using the Software Analyzer 



Using the Software Analyzer 


This chapter provides an overview of the process of using the 
Software Analyzer. It then describes the tasks you perform when you 
use the Software Analyzer. 

The overview includes information on the following: 

• Microprocessor interface 

• Inverse assembler 

• Symbol file format 

• Access to source code files 

• Logic analyzer issues 

The tasks include: 

• Generate symbol files 

• Start and exit the software analyzer 

• Download symbols to the logic analyzer 

• Make trace measurements 

• View trace measurement results 
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Software Analyzer Overview 



The HP Software Analyzer works with many microprocessors and 
within many embedded software development environments. It is a 
post-processing software application that correlates the logic 
analyzer’s address label with a line of high level source code whose 
address, symbol name, file name and line number are described in a 
symbol file referenced by the logic analyzer. 

The overall effectiveness of the Software Analyzer will vary to some 
degree depending on the specific development environment it is being 
used in. The following areas affect the performance of the Software 
Analyzer for different development environments. 

Microprocessor interface AH the information needed to 
reconstruct the complete address bus of the target system must 
be acquired by the logic analyzer. 

Inverse assembler The logic analyzer’s inverse assembler may 
need to reconstruct any incomplete address bus information 
and/or filter out any unexecuted instructions. 

Symbol file format The compiler needs to produce a symbol file 
format that is readable by the Software Analyzer or a general 
purpose ASCII file format needs to be generated. 

Access to sonrce code files The logic analyzer must be able to 
access the high level source code files referenced by the Software 
Analyzer apphcation. 

Logic analyzer issnes Logic analyzers have a number of inherent 
limitations that you need to be aware of as you use the Software 
Analyzer apphcation. 
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Software Analyzer Overview 


See Also 


Validation Process 

HP has performed a validation process and written processor-specific 
application notes for some of the more popular embedded 
microprocessors. The microprocessor-specific application notes 
provide you with additional information to help you be successful with 
the Software Analyzer product. These notes are available at the ftp 
site ftp://col.hp.com/dist/swa. 

Typically, with any given microprocessor you will also have better 
results with the software analyzer if the following two conditions are 
met: 

• The processor has a microprocessor interface and inverse 
assembler developed by HP or one of its third-party partners. These 
microprocessors are listed in the publication, Microprocessors and 
Bus Interfaces for HP Logic Analyzers. 

• The compiler being used generates a symbol file format that is 
currently supported by the HP Software Analyzer. A symbol file 
format converter to one of the supported formats would also be 
acceptable, provided the format specification for the supported 
format is followed. Converters often lose some symbol information. 
In these cases, product performance may be limited. 

The supported file formats are listed in chapter 3, "Supported Symbol 
File Formats". 
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M icroprocessor interface 


Microprocessor interface 

The HP Software Analyzer needs a complete and accurate acquisition of the 
target system’s address bus so that software symbols and source code line 
numbers can be correlated to the actual microprocessor code execution. The 
complexities of modern microprocessors can sometimes make complete and 
accurate address bus acquisition difficult. 

Microprocessors with chip selects that are multiplexed with address lines, 
and target systems that utilize paged memory, can cause logical addresses in 
the program to be different than the physical addresses seen on the bus. The 
symbol tools require that there exist a way to map physical addresses 
one-to-one to the logical addresses. 

For processors that use chip selects (or MMUs, paged memory, or reassigned 
address lines), the one-to-one mapping is not always possible. Therefore, 
analysis is required to determine if a mapping can be found between physical 
and logical addresses. This element requires the most target knowledge and 
is a key challenge for the designer using the Software Analyzer. It is 
discussed in detail in the processor-specific Motorola 68332 application note. 

If you are designing your own microprocessor interface, exercise caution to 
ensure that a complete and accurate address bus is acquired by the logic 
analyzer. A custom microprocessor interface must clock the logic analyzer 
when the address bus is vaKd, properly acquire multiplexed address/data 
buses on the same state, and not clock the logic analyzer too frequently so 
that the same instruction is referenced multiple times by the Software 
Analyzer. The HP E2445A User Definable Preprocessor Interface User’s 
Guide provides information and materials to help in accomplishing these 
tasks. 

For complex microprocessors that utilize prefetching and bursting, a 
conversion of the processor bus to a full address bus (that represents the 
target system’s software execution) is not always possible via hardware. 
Inverse assembly (post-acquisition software processing) is often required to 
achieve this. In these situations triggering on software address execution can 
be complicated to a degree. The logic analyzer triggering capabilities can 
provide triggering solutions for some of these situations. Two of these 
capabilities. Offset and Alignment, are discussed in the next two sections. 
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M icroprocessor interface 


Using the Logic Analyzer Trigger Offset 

Prefetching microprocessors will queue multiple instructions into an 
instruction buffer. If the function call or branch is taken, the microprocessor 
interface does not filter out these prefetched instructions. This means that 
the prefetches will be collected by the analyzer, and that a trigger set to one 
of these address will cause a false trigger. A common example of this is 
setting a trigger on the source line following a function call. 

In the sample trace kst below, lines 66 and 68 are prefetched following the 
function call to write_hdwr at line 63. So, a trigger set to line 66 or 68 will 
result in a premature trigger. 

Line C Source Code 


50 update_system(int passes) 

51 { 


62 

/* Update hdwr_e: 

ncode value.*/ 

63 

write_hdwr(func. 

hdwr_encode) ; 

64 

65 

/* Save temp and 

humidity.*/ 

66 

save_points(); 


67 

68 

} 



The recommended way to avoid false triggering due to prefetches is to offset 
the trigger address by the prefetch instruction queue depth. An offset field is 
provided in the trigger menu to allow offsetting the symbol address. 

This is not a foolproof scheme for a couple of reasons. For one, using an 
offset of the full prefetch queue depth may result in a missed trigger if a 
branch takes place between the base address and the offset address. In this 
case, the queue depth offset is too large. Secondly, for processors that use 
instruction pipelining, the offset would need to cover the prefetched 
instructions in the queue and pipeline. In this case, the queue depth may not 
be large enough. 
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Software Analyzer Overview 

M icroprocessor interface 


An algorithm for finding a more accurate offset value is listed below. (If the 
instruction length is less than the bus width, see "Using the Logic Analyzer 
Trigger Alignment.") 

To calculate the offset value for an ’N’-bit bus/instruction set: 

1 Set a trigger with no offset on the line number desired. 

2 If the trigger halted on a prefetched instruction, count the number of 
prefetched assembly instructions following (and including) the 
triggered instruction. 

3 Determine the instruction length and bus width. 

For example, if the instruction length and bus vadth are 32 bits wide: 
one instruction occupies the width of the data bus and the address is 
incremented by four each time, since memory is orgairized in bytes 
(8 bits). Therefore, multiply the number found in step 2 by four. 

Bus Width/ 

Instruction Length Multiply By; 

64 bits 8 

32 bits 4 

16 bits 2 

4 Convert this number to hexadecimal and place in the offset field of 
the trigger menu. 



Software Analyzer Overview 

M icroprocessor interface 


See Also 


Using the Logic Analyzer Trigger Alignment 

When microprocessors utilize burst transactions, the address on the bus is 
held constant while several "bursts" of data are transferred to or from 
memory. Triggering on an individual address within the burst is not possible 
unless it is the first address (which is held on the bus). For this reason, an 
alignment should be specified in order to avoid missed triggers. 

Another case when you need trigger alignment is when microprocessors have 
a wider data bus than instruction length. When this is the case, multiple 
instructions can be fetched on the data bus at the same time. For example, a 
32-bit bus can retrieve two 16-bit long instructions during a given fetch. If 
two instructions are fetched, then the address for one of these instructions 
will be seen on the address bus while the other ■will not. This means a trigger 
set for the instruction not seen on the bus will be missed. 


Source Line 

C Source 

Address 

5 

h=0: 

00000104 

6 

i =1; 

00000106 

7 

j =h +i: 

00000108 


In the above example, instruction fetches will occur at addresses 104 and 
108, so that a trigger set on line 6 (address 106) wiU not occur! The 
instruction at address 106 was actually fetched with the 32-bit memory fetch 
at address 104, so we needed to trigger on address 104 to catch the fetch of 
106. 

To avoid these missed triggers, set a trigger alignment. This aligns the 
address to a specified boundary. Some examples include 1-, 2-, 4-, and 8-byte 
alignment. Alignment affects the least significant address bits of the trigger 
specification, either setting them to a don’t care or zero value. 

For the example above, a 4-byte alignment should be set. Four-byte 
alignment will change the least sigiuficant two bits (2^ = 4) of the trigger. 
Entering address 106 ■with four-byte alignment results in a trigger address 
range of 104 through 107 (2 bits of don’t care), or an address of 104 (2 bits of 
"0"). Note that either of these triggers would catch line 6. 

Another way to accomplish the same result is to manually insert the address 
in the trigger field with the X’s or O’s in place of the don’t care bits. 

Trigger alignment is discussed in more detail in the Motorola 68040 or Intel 
80186 Symbol Utility/Software Analyzer application notes, available from 
ftp ://col.hp. com/dist/swa. 
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Inverse assembler 

The HP Software Analyzer needs an accurate representation of the target 
system’s program counter in order to correlate the logic analyzer execution 
trace to the corresponding source code that generated it. Transforming the 
address bus data acquired from the logic analyzer and microprocessor 
interface into a representation of the target system’s program counter usually 
requires a software inverse assembler for most modern processors. Again, the 
architectural features of modern processors can make this software 
post-processing transformation difficult. 

Prefetching To improve performance, most modern microprocessors 
prefetch instructions that may not actually be executed if the program 
branches. Even with normal inverse assembly, the Software Analyzer will 
correlate these unexecuted prefetches to their corresponding source 
code. Without some care, this can lead you to believe that sections of 
code were entered that were never really executed. HP has developed an 
advanced inverse assembler technology that allows you to filter out these 
unexecuted prefetches. At this time, this advanced inverse assembler 
technology is only available for select microprocessors. Most of these 
microprocessors have already been validated for the Software Analyzer 
by HP. For general purpose application of the Software Analyzer, you 
need to carefully identify unexecuted prefetches on your own. 

Bursting Many processors utilize burst transactions. Most of the HP 
inverse assemblers compensate for burst mode by reconstructing the 
burst address from the address seen on the bus. If the inverse assembler 
does not compensate for burst mode, bursting should be disabled or the 
Software Analyzer will not properly correlate to instructions fetched 
during a burst cycle. 

Missing least significant address bits Some processors encode the 
least significant bits of the address bus in information transmitted on 
status lines. Most of the HP inverse assemblers compensate for missing 
least significant address bits by reconstructing them from captured 
status information. If the inverse assembler does not compensate for 
missing least significant address bits, the Software Analyzer will not 
properly correlate to target system execution. 
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Inverse assembler 


Most of the HP microprocessor interfaces come with an inverse assembler. 
Make sure that the inverse assembler is being used and that it is the correct 
inverse assembler for your target system configuration (processor variant, 
endian setting, etc.). The microprocessor interface documentation can help 
yon check this. 

The logic analyzer must capture address information under the ADDR label. 
This is the only logic analyzer acquisition label the Software Analyzer uses. 
If an inverse assembler is not available from HP or one of its third party 
partners, an inverse assembler development package is available with the 
HP 10391B. Note that the creation of a custom inverse assembler for a 
complex microprocessor is a significant design task. 
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Symbol file format 

The HP Software Analyzer needs to read the source code symbols. The 

source code symbols can be output to a file by the software compiler. A 

number of symbol file standards exist in the industry to facilitate this. Still, 

there are some issues you should be aware of. 

• You must invoke the required compiler options to generate a symbol file 
with address, source fUe names, and source line numbers. The compiler 
documentation or compiler vendor can describe how to invoke these 
compiler options, as well as the option to specify the symbol file format 
generated. 

• The HP Software Analyzer can read many of the most popular symbol file 
formats. If your compiler generates a symbol file format that is supported, 
the Software Analyzer will read the source code symbols. 

• Many compiler vendors provide file format converters. Users should check 
for a converter to a file format HP supports with the Software Analyzer. 

• Unfortunately, different compiler vendors sometimes interpret symbol file 
standards differently or unknowingly violate the standard. Luckily, this is a 
fairly rare occurrence. HP will make a best effort to resolve such conflicts 
between the HP symbol readers and the compiler vendor file formats. 
However, customers using compilers/file format combinations unvalidated 
by HP do so at their own risk. 

• The HP symbol file readers may not demangle C++ symbols. Mangled C++ 
symbols are available for use and the trace Listing will still correctly 
correlate to the appropriate source file name and line number. 

• The HP E2450A Symbol Utility ships standard with the HP 1660C-series, 
HP 1670-series, and HP 16500C logic analyzers. However, it needs to be 
installed on the logic analyzer hard disk to use its readers in conjunction 
with the B3740A Software Analyzer. 

• Older HP 1660-series logic analyzers and HP 16500A/B logic analyzer 
mainframes may have insufficient CPU memory for building large symbol 
tables. The symbol file building capability of a given logic analyzer varies 
depending on the file format and symbol content of the software. 

Maximum symbol file sizes for each logic analyzer are: 

HP 1660 and HP 1670 series = 512k to IM 
HP 16500C= IMto 3M. 
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Symbol file format 


See Also 


• Customers who have a large code set should use an HP 1670D-series 
benchtop logic analyzer or an HP 16500C logic analysis system because of 
the greater CPU memory size of those models. 

• The HP Software Analyzer also supports a general purpose ASCII file 
format. Users can write programs to generate this ASCII fUe format from 
their compiler’s symbol file output or can enter the symbol information 
manually. 

• Generating symbol database files for large symbol files can be time 
consuming on the logic analyzer. The nsbuild utility, provided with the 
Software Analyzer, can be used to generate symbol database files on the 
host computer. 

For information on nsbuild, see "Generating Symbol Files" in this chapter. 
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Access to source code files 



The HP Software Analyzer must be able to access the high level source code 
files referenced by the symbol information so that these source files can be 
displayed next to and correlated with the logic analyzer’s execution trace 
acquisition. This requires you to be aware of a number of issues. 

• Verify that the correct file search paths for the source code have been 
entered into the Software Analyzer. The B3740A Software Analyzer can 
often read and access the correct source code file from information 
contained in the symbol file, if the source code files have not been moved 
since they were compiled. Refer to Settings^Source View in the 
Reference chapter. 

• If source code files are being referenced across a network, the HP logic 
analyzer networking must be compatible with the user’s network 
environment. HP logic analyzers currently support Ethernet networks 
running a TCP/IP protocol and support ftp, telnet, NFS client/server and 
X-Window cUent/server applications. Some PC networks may require 
extensions to the normal LAN protocols to support the TCP/IP protocol 
and/or these networking applications. Users should contact their LAN 
system administrators to help setup the logic analyzer on their network. 

• If the source code files are under a source code or version control utility, 
check the file names and paths carefully. These utilities can change source 
code file paths and file names. If these names are changed from the 
information contained in the symbol file, the Software Analyzer ■wiU not be 
able to find the proper source code file. These version control utilities 
usually provide an "export" command that creates a set of source code 
files with unmodified names. The software analyzer can then be given the 
correct path to these files. 
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Logic analyzer issues 

The HP Software Analyzer uses a logic analyzer to acquire a history of the 
target system’s software execution. Logic analyzers have a number of 
requirements and limitations that a user of the Software Analyzer should be 
aware of. 

• Since a C source code line typically generates around 10 lines of assembly 
code, the Software Analyzer should be used with a logic analyzer having 
deep acquisition memory to be most effective. The deep memory of the 
logic analyzer will capture a larger section of high level software execution. 
For deep memory logic analysis, HP recommends the HP 1670D-series 
benchtop logic analyzers, or the HP 16555D or HP 16556D modules for the 
HP 16500 Logic Analysis System. 

• You need to adjust the logic analyzer trigger to compensate for processor 
prefetching or pipelining of instructions. The logic analyzer has a trigger 
offset field to help facilitate this. The trigger offset value should be great 
enough to overcome the combination of the prefetch and pipelining queue 
depth. 

• The user needs to adjust the logic analyzer trigger to compensate for 
processors that fetch multiple instructions per word. The logic analyzer 
has a trigger aligirment field to help facilitate this. The trigger alignment 
reduces the address resolution that is being used, allowing triggers on 
addresses that are not actually seen on the address bus. This method is 
also used for triggering on instruction addresses that are fetched during a 
burst. 

• The processor’s instruction cache needs to be disabled for the logic 
analyzer to capture a correct and complete history of software execution. 

• The memory management units must be configured for only physical or 
direct address translation. This means that the physical addresses 
captured by the logic analyzer will map directly to the logical addresses of 
the source program. 
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See Also 


• You need to adjust the Software Analyzer to compensate for relocatable 
code segments or memory management units that produce fixed code 
offsets. The logic analyzer has an address offset field to help facilitate this. 
Entering the appropriate address offset will cause the Software Analyzer 
to reference the correct symbol information for the relocatable or offset 
code. 

• You should configure the logic analyzer’s storage qualification capabilities 
to store only those cycles that correspond to software execution (non-idle, 
non-BDM, etc). 

• The Software Analyzer can exhibit long responses to requests for the next 
source line if either the unexecuted prefetch filter is not enabled or if the 
current trace listing corresponds to code from a library that is not in the 
source code search path. Unexecuted prefetch filters should be enabled 
whenever possible and the logic analyzer storage qualification can be used 
to avoid capturing library code routines. 

• A single C source code line will generate many assembly instructions. The 
Find in Trace feature will not find a given C source code line unless the 
first assembly instruction generated from the source line has been 
acquired by the logic analyzer. 



For more information on using the logic analyzer trigger alignment or trigger 
offset, see "Microprocessor interface" in this chapter. 
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See Also 


This section shows you how to: 

• Compile and place symbols in the OMF file. 

• Use the nsbuild utility to generate a symbol database file. 

• Create General-Purpose ASCII symbol files. 

To view program symbols in the Listing or Waveform menus of the 
modules in the logic analyzer, you need to create a symbol database 
file. There are two ways to create a symbol database file, and both 
begin with OMF (Object Module Format) symbol files. The first 
method is to load the symbol file into a logic analyzer, and have the 
Symbol Utility create the symbol database file. The second method is 
to use nsbuild on your computer and generate the symbol database 
file. This file is then loaded into the logic analyzer. 

If your language tools cannot generate an OMF symbol file compatible 
with the Symbol Utility, and a converter to a supported format is not 
available, you can create a symbol file in the General-Purpose ASCII 
(GPA) file format. 


To compile and place symbols in the OMF file 


• Use your language tool "generate debugging information" option to 
compile, assemble, and link your program. 

The "generate debugging information" option usually saves your program’s 
symbols in an OMF file. Refer to your software development tool 
documentation for details on generating OMF files. 

"Supported Symbol File Formats" in the Reference chapter for a list of the 
symbol file formats that are supported by the HP E2450A Symbol Utility. 
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To generate a symbol database file using nsbuild 



The OMF file created in the previous section will be loaded into the logic 
analyzer. During the load process, the logic analyzer creates a symbol 
database file, to be used by the logic analyzer for symbol referencing. 
Generating symbol database files on the logic analyzer for large symbol files 
can be time consuming. The nsbuild utility is an alternative way to generate 
symbol database files. The nsbuild utility is available on HP 9000/700, SunOS, 
Solaris, Windows 95, and Windows NT. The utility is not available on 
Windows 3.1. 

Symbol database files have the extension .ns. Using the nsbuild utility, the 
symbol database file (.ns) is generated on the host computer. The symbol 
database files can then be downloaded to the logic analyzer. 

Symbol database files built on the logic analyzer are equivalent to files built 
using the nsbuild utility with the -c option. The -c option is the default. 

The command syntax for nsbuild is 

nsbuild [-V] [-?] [-c] [-t] <source file> [<.ns file>] 

-V prints version info 

- ? prints usage message 

-c do not save stack variables and types (default) 

-t saves stack variables and types 


<source file> 


OMF file to read 


<.ns file> name of symbol database (.ns) file to create 


Example nsbuild main.x 

This produces a symbol database file named main.ns from the OMF file 
main.x. 


See Also 


For more information on downloading symbols, see "Downloading Symbols 
to the Logic Analyzer" in this chapter. 
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To create General-Purpose ASCII symbol files 

A General-Purpose ASCII (GPA) symbol file is a user-generated file that 
contains symbolic information. You can use GPA symbol files when Object 
Module Format (OMF) files do not contain symbolic information, when you 
wish to define symbols that are not in the OMF file, or when the HP E2450A 
Symbol Utility does not directly support the OMF of your language tools. 

You can typically get symbol table information from a linker map file to create 
a General-Purpose ASCII (GPA) symbol file. 


Use an ASCII text editor or other text processing tool to create or 
modify a General-Purpose ASCII symbol file. 

Each entry in the symbol file must consist of a symbol name followed by an 
address or address range. 

While symbol names can be very long, the logic analyzer system only uses the 
first 16 characters. 

The address or address range corresponding to a given symbol appears as a 
hexadecimal number. The address or address range must immediately follow 
the symbol name, appear on the same line, and be separated from the symbol 
name by one or more blank spaces or tabs. Ensure that address ranges are in 
the following format: 

beginning address..ending address 

main 00001000 ..00001009 

test 00001010 ..OOOOIOIF 

varl 00001E22 #this is a variable 

This example defines two symbols that correspond to address ranges and one 

point symbol that corresponds to a single address. 


"General-Purpose ASCII Symbol File Format" in the Reference chapter for a 
complete description of the GPA format. 



Starting and Exiting the Software Analyzer 


This section shows you how to: 

• Start the Software Analyzer. 

• Connect to a logic analyzer. 

• Exit the Software Analyzer. 


To start the Software Analyzer interface 

• CUck the "HP Software Analyzer" icon (Windows 3.1, Windows NT, or 
Windows 95) or type "swa &" on the command line (UNIX). 

You can also start the Software Analyzer from the command line on a 
personal computer running Windows NT or Windows 95. The "swa" 
command has the following syntax: 

swa [-a <ip_addr>] [-s] 

-a <ip_addr> Specifies the host name or equivalent Internet (IP) Address of the logic 
analyzer. Enter IP addresses in integer dot notation (for example, 
15.6.253.113). 

-s Starts the Software Analyzer without opening the Source code window. 

This command is not available with Windows 3.1. 
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To connect to a logic analyzer 


1 In the Software Analyzer window, choose the Settings^Connect... 
command. 

Note that the Connect menu option appears "greyed out" if you are 
connected to a logic analyzer. If you want to connect to a different logic 
analyzer, exit the interface and start it again. 


2 Enter the host name or Internet (IP) address of the logic analyzer in 
the "Logic Analyzer LAN Address" box. 


3 If you are using the Software Analyzer on a personal computer 
running Windows 3.1, select the appropriate "Network Protocol". 


4 Click the Connect button. 

If you cannot connect to the logic analyzer, refer to "If you have LAN 
connection problems" in the "Common Problems" chapter. 


To exit the Software Analyzer 


• In the Software Analyzer window, choose the File^Exit command. 
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See Also 


This section shows you how to 

• Load a symbol file. 

• View or remove loaded symbol files. 

This section assumes you have already installed the HP E2450A 
Symbol Utility on your logic analyzer. 

Instructions for installing the Symbol Utility software are in chapter 5, 
"Installation." 


To load a symbol file 


1 In the Software Analyzer window, choose the File^Download... 
command. Enter the local and logic analyzer file names, and click 
the Download button. The file from the host computer is copied to 
the logic analyzer. 

2 In the Logic Analyzer window, select the Module field in the top left 
comer of the display. (When working with system-level menus, this 
field shows "System".) Choose Symbol utility from the pop-up 
menu. 
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To load a symbol file 



This figure shows the System Configuration menu of the HP 16500B. 



This figure shows the System External I/O menu of the HP 1670A-series. 
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Downloading Symbols to the Logic Analyzer 

To load a symbol file 


3 Select the Specify Database field in the Symbol Utility menu. 



4 Select the disk drive that contains the symbol file or the symbol 
database (.ns) file. 



5 Select the logic analyzer module into which you want to load the 
symbol file. On benchtop logic analyzers, the module will always be 
Analyzer. 





Downloading Symbols to the Logic Analyzer 

To load a symbol file 


6 Select the Label field and choose the label to which you want to map 
the OMF symbols. (Typically, you will use the ADDR label for your 
system address bus.) 


7 Select the OMF File field. In the pop-up menu, scroll to the desired 
file name. Click on the Select field to choose the file or change to a 
new directory. If you used the nsbuild utility to create a symbol 
database file on the host computer, select the database file (.ns) 
instead of the executable OMF file as the OMF File: selection. 



/ r,M^ T-.. . 



File Selection Menu 

Name File Type 


CS80.0MF DOS FILE 

OMF File: 



F68030 DOS FILE 

I68030_I DOS FILE 

0MF_FILE DIRECTORV 

RAY_BND,386 DOS FILE 

SIOOO.GPA DOS FILE 

SYSTEM DIRECTORV 




d Disk ] 


DR ] 


1 Section Re 

fl c ) 


PHD! \ 




[ Current Loa 

[ Select ] ( Refresh ) [ Cancel ] 
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2-24 







Downloading Symbols to the Logic Analyzer 

To load a symbol file 


8 Select the Load field and wait for the database to be built. 



When you load a symbol file, the logic analyzer creates a database file. 
Database files have the extension ".ns". The database file appears in the 
same subdirectory as your OMF file. 

The symbol database file loads into the measurement module you specified. 
You can load the same symbol database file into several modules, and you can 
also load several symbol database files into one module. 

9 Select Done. 


2-25 




Downloading Symbols to the Logic Analyzer 

To view or remove loaded symbol files 


To view or remove loaded symbol files 


1 In the Logic Analyzer window, select the module field in the top left 
comer of the display. Choose Symbols or Symbol Utility from 
the pop-up menu. 



This figure shows the HP 16500B System Configuration menu. 



This figure shows the HP 1670A-series System External I/O menu. 
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Downloading Symbols to the Logic Analyzer 

To view or remove loaded symbol files 


2 Select the Specify Database field in the Symbol Utility menu. 



This figure shows the HP 16500B version of the Software Analyzer. The 
version for benchtop logic analyzers is similar. 


The Symbol Load menu appears. 





Downloading Symbols to the Logic Analyzer 

To view or remove loaded symbol files 


3 Select the Current Loaded Files field in the bottom left comer of 
the display. 

A list of currently loaded symbol database files is displayed. 



4 To remove a symbol database file, highlight the module and file name 
that you want to delete. Then, select Delete to remove the symbol 
database file from the system. 

5 To return to the OMF Symbol Table menu, select Done. 
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Making Trace Measurements 


See Also 


This section shows you how to make a trace measurement by 
triggering on a symbol. 


To trigger on a symbol 

Before you can trigger on OMF symbols, you must load a symbol file into the 
logic analyzer, or build the symbol database file using the nsbuild utility and 
load the database file into the logic analyzer. 

"Downloading Symbols to the Logic Analyzer" for more information on 
loading files. 


1 Go to the Trigger Menu. 

2 Set the base of the label with which you want to specify a trigger 
term to Symbol. Typically, you use the ADDR label. 
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To trigger on a symbol 


3 Click on the assignment field of the trigger term that you want to use. 

The assignment field is the field that corresponds to both the term column on 
the left side of the display and the label row in the center of the display. 

4 In the pop-up menu, select the User Symbol Table field. Choose 
OMF Symbol Table from the pop-up menu. 
























Making Trace Measurements 

To trigger on a symbol 


5 Scroll through the list of symbols and pick the one that you want. 
Select Done. 


The trigger term is now defined as one of your OMF symbols. 



6 Use the trigger term that you just specified in the trigger specification 
to trigger the logic analyzer. 
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Viewing Trace Measurement Results 


This section shows you how to: 

• Scroll in the Source window. 

• Scroll in the Logic Analyzer state listing window. 

• Identify source file paths. 

• Change Source window display options. 

• Display symbols in the trace list. 


To scroll in the Source window 


• In the Trace List Control window, click the Next Line and 
Prev Line buttons. 


• Highlighting a line in the state listing displays the corresponding 
source code in the Trace List Source window. 



Clicking on the 
scroll bar, if present, 
lets you scroll 
through the source 
code— to view it 
only. 
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To scroll in the Logic Analyzer state listing window 

Use one of the following procedures. 



• In the Trace List Control window, click the Next State and 
Prev state buttons. 


• In the Logic Analyzer window, with the state number field active, 
click the graphical knob buttons. 


• In the Logic Analyzer window, with the state number field active, 
hold down the right mouse button and drag the mouse. 

Dragging up or to the right duplicates clockwise knob movement. Dragging 
down or to the left duplicates counter-clockwise knob movement. 


• In the Logic Analyzer window, press the keyboard Shift-arrow keys. 

If you hold the Shift key down and press the up or right arrow key, you can 
duplicate clockwise knob movement. Pressing the down or left arrow key 
duplicates counter-clockwise knob movement. 
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To identify source file paths 


1 In the Software Analyzer window, choose the Settings^Source 
View... command. 


2 Type the source file path into the Source Path box. 

3 If you want to insert the source file path before an existing path, in 
the list of paths, select the one that you want to insert first. 


4 Click the insert button. 

5 When you finish inserting paths, click the OK button. 

To delete a path from the hst, select it and chck the Delete button. A 
deleted path is automatically pasted into the Source Path box in case you 
want to re-insert it in a different place. 


To change Source window display options 


1 In the Software Analyzer window, choose the Settings^Source 
View... command. 


2 To set the tabstops, enter the number of spaces between tabstops in 
the Tab Width box. 


3 To show line numbers, select the Line Numbers check box. 

4 When you finish changing the Source window display options, click 
the OK button. 
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To display symbols in the trace list 



Before you can display symbols in the trace list, you must load a symbol file 
or symbol database file into the logic analyzer. 


See Also 


"To load a symbol fUe" in this chapter for instructions on loading a symbol fUe. 


1 Display the trace listing in the Analyzer Listing menu of the logic 
analyzer. 
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4 
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PAG 

21 
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1 
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22 
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0 

=nov 

EAX^CRO 

PAG 

23 

000F00D4 

4 

=AND 

EAX,»60000000 

PAG 

24 

000F00D8 

ft 

=cnp 

EAX,»60000000 

PAG 

26 

OOOFOOEO 

0 

JZ 

RAY BN:D+000F00F2 

PAG 

30 

OOOFOOFO 

2 

JMP 

RAY BN:D+000F01D2 

PAG 

34 

000F01D0 

2 

nov 

AX,CS 

PAG 

35 

000F01D4 

4 

MOV 

SS,AX 

PAG 
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Viewing Trace M easurement Resuits 

To display symbols in the trace list 


2 Select the base of the ADDR label. If you loaded the symbols into a 
label other than ADDR, select the base for that label. 
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22 

RAY BN-DATA+FOODO 

0 

=M0V 
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23 
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4 

=AND 
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24 

RAY BN:DATA+F00D8 
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=CMP 

EAX,#60000000 



26 

RAY BN:DATA+F00E0 

0 

JZ 

RAY BN!D+000F00F2 



30 

RAY BN!DATA+F00F0 

2 

JMP 

RAY BN!D+000F01D2 



34 

RAY BN!DATA+F01D0 

2 

MOV 

AX,CS 



35 

RAY_BN:DATA+F01D4 

4 

MOV 

SS.AX 



3 Choose Symbol from the base pop-up menu field. 

User Symbols take precedence over OMF symbols in the display. If you 
created User Symbols that overlap with OMF symbols, the User Symbols 
display in the Usting instead of the OMF symbols. 


2-36 






3 



Reference 



Reference 


This chapter describes the following: 

• Main window commands 

• Logic analyzer symbol file load menu 

• Logic analyzer symbol browser menu 

• Supported symbol file formats 

• General-purpose ASCII symbol file format 

• Messages 
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Main Window Commands 


You can choose the following commands from the menu bar in the 
Main window: 

• File^D ownload... 

• Filers xit 

• Settings^Connect... 

• Settings^Source View... 

• Settings^Inverted Logic Analyzer Mouse (Sun only) 

The Source File Lookup Failure dialog may appear while you use the 
Software Analyzer. 



Local File 

Browse... 

Logic 

Analyzer 

File 

Download 

Close 


Reference 

Main Window Commands 


File^Download... 


Select File^Download... to download files to the logic analyzer. 

These files are typically OMF files. You download them to build the symbol 
database on the logic analyzer. If you used the nsbuild utility, you can 
download the symbol database file (.ns file) instead of building the symbol 
database on the logic analyzer. 


I uial Fllr: 
LaglLATidlyztrFllt: 
! DoMnlaad 1 


Flliii Drrwnliiip^ 


I CnHF'TQI f CS.M33F 

[Llfm|4SCS..M33ZJ( 


IfallUHR... 


CilDCE 


Specifies the local file for downloading to the logic analyzer. 

Opens a dialog box that you use to select the local file. 

Specifies where the file is to be placed in the logic analyzer file system. Enter 
the logic analyzer path. 


Starts the download and may bring up a "working" dialog which reports on 
the number of bytes transferred. 

Aborts the file download and closes the window. 


File^Exit 


Select File^Exit to exit the Software Analyzer. 
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Logic 
Analyzer 
LAN Address 

Network 

Protocol 


Connection 

Timeout 

Connect 


Cancel 


Settings^Connect... 


Select Settings^Connect... to specify and make the LAN connection 
to the logic analyzer. 


LAN Connection 


Logic Analyzer LAN Address: 
Network Protocol: 

Connection Timeout: 




a 


PC-NFS [WINSOCK1.1] 


30 




Connect 


Cancel 


This dialog also appears when you do not specify the logic analyzer LAN 
address (and protocol) in the command line when starting the Software 
Analyzer interface. 

Specifies the host name or equivalent Internet (IP) Address of the logic 
analyzer. Enter IP addresses in integer dot notation (for example, 
15.6.253.113). 

This option is present only on personal computers running MS 
Windows 3.1 , and lets you identify the protocol of your network. You can 
choose HP-ARP A, MS-TCP/IP [WINSOCKl.l], Novell-WP, or PC-NFS 
[WlNSOCKl.l], 

Specifies the number of seconds to wait for the logic analyzer connection. 
Control of the interface returns when the connection is made or when the 
timeout occurs. Timeout values can be from 3 to 300 seconds. 

Attempts the connection to the specified logic analyzer. If you cannot 
connect to the logic analyzer, refer to "If you have LAN connection problems" 
in the Common Problems chapter. 

Closes the dialog box without connecting. 
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Settings^Source View... 

• Select Settings^Source View... to specify the source file search path 
and Source window settings. 


This figure shows the Source View Settings dialog box. 



Source Path Lets you specify a source path to be inserted in the list. When looking for the 
source file to display in the Trace List Source window, the Software Analyzer 
searches the listed directories in the same order as they appear. 

Insert Inserts the source path in the list, either before the highhghted line or at the 
end of the list if no Une appears highlighted. 

Delete Deletes the highlighted source path from the hst. The deleted source path is 
copied to the entry box in case you want to insert it in a different place in the 
list. 

Tab Width Sets the number of spaces between tab stops. Values are from 1 to 32. 

Line Numbers Toggles line numbers ON or OFF. 

OK Changes the settings and closes the dialog box. 

Apply Apphes the Tab Width and Line Numbers settings to the Trace List Source 
window without closing the dialog. 

Cancel Closes the dialog box without changing the settings. 
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Settings^Inverted Logic Analyzer Mouse (Sun only) 


• Select Settings^Inverted Logic Analyzer Mouse to toggle the use of 
the left and right mouse buttons in the Logic Analyzer window. 



In the default mode (not inverted), the mouse buttons behave as on the logic 
analyzer: left—click to activate a menu or button, right—drag to scroll a list. 
If you turn on the "Inverted Logic Analyzer Mouse", the operations of the 
right and left mouse buttons are reversed (similar to the customary mouse 
button operation for Sun OpenWindows applications). 
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Source File Lookup Failure dialog box 

This dialog box appears when the Software Analyzer cannot locate the source 
file for display in the Trace List Source window. 


Source File Lookup Failuri‘»» i 


Unable to find file: /tmp/swa/main_ecs.c 
Please enter the source file's path. 


Directory: 

/usr/hpcol/hp700_9/samples/sw4 

OK 


Ignore 

Cancel 


Directory Lets you enter the source path of the file that could not be found. 

OK Looks in the specified directory for the source file. If the lookup succeeds, 
the new path is added to the list of paths in the Source View Settings dialog, 
and the Source window updates. An error dialog appears if the source file 
carmot be found. 

Ignore No further attempt is made to find the source file for the rest of the session 
(unless its path is added to the Source View Settings dialog). 

Cancel Ignores the source lookup; however, the dialog appears again the next time 
you attempt the source file lookup. 
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Logic Analyzer Symbol File Load Menu 


The OMF Symbol Load menu loads the logic analyzer with the OMF 
files containing the desired symbols or the .ns files containing the 
pre-built symbol database. 


c 

— 

OMF 

Symbol Table 

_D 



OMF File: 

(_1 





Drive: 

( Flexible 

Disk ] 





Label : 

( HDDR 

) 

1 Section Relocation 

1 


Module; 

100/500MHZ LA C 

1 









(current Loaded Files 


r 

Load ] 

rz 

Done 

ID 



The OMF Symbol Load menu areas that you can access are: 

• OMF File field 

• Drive field 

• Label field 

• Module field 

• Current Loaded Files field 

• Section Relocation option 
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OMF File field 

Use the OMF File field to select the OMF symbol file or symbol database file 
that you want to load into the system. When you initially access the OMF 
Symbol Table menu, the OMF File field appears blank. 

To use this field, select it using the mouse or keyboard. A File Selection 
pop-up menu appears. The pop-up menu shows you a list of fUes at the root 
of the drive currently selected in the Drive field. Scroll the list of fUes to 
select the symbol file that you want to use. Use the Select field to choose 
the file or to choose a subdirectory to browse. Select Cancel to close the 
menu. 

Refresh field 

The Refresh field causes the Symbol Utility to reread the contents of the 
disk drive. The Symbol Utility does not immediately read changes made to 
the disk drive contents. Use the Refresh key to reread the disk drive 
contents if they change. 


Drive field 

Use this field to specify the disk drive that contains the OMF file or symbol 
database file that you want to load. You can specify "Hard Disk" for the logic 
analyzer hard disk drive, or "Flexible Disk" for the logic analyzer flexible disk 
drive. 


Label field 

Use this field to specify the data label to which the symbols will correspond. 
In most cases, you will use the ADDR label because you will load symbols 
that correspond to processor address values. If you load sjunbols that 
correspond to another label, select this field and choose the appropriate label 
from the pop-up menu. 
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Module field 

Use this field to specify the measurement module into which you want to load 
the symbols. When you select this field, the pop-up menu lets you choose 
from measurement modules currently installed in the HP 16500. If you are 
using an HP 1660C/CS-series or HP 1670-series benchtop logic analyzer, you 
can only choose Analyzer. Once the symbol file is loaded, you can view 
symbols in the Listing and Trigger menus of the specified module. To view 
symbols in more than one module, specify a different module in the Module 
field and load the symbol file again. 


Load field 

Select this field to load the file into the logic analyzer. During the load 
process, a symbol database file with a .ns extension is created for each OMF 
symbol file you load. 

If you load the OMF symbol file from the hard disk drive, the .ns database file 
will be created in the same subdirectory containing the OMF file. If you load 
the OMF file from the flexible disk drive, the directory path from the flexible 
disk drive is duplicated on the hard disk drive, and the .ns database file is 
created in the duplicated directory. 

Once the .ns file is created, the Symbol Utility wiU use this file as its working 
symbol database. The next time you must load symbols into the system, you 
can load the .ns file exphcitly by placing the .ns file name in the OMF File 
field. You can purge the OMF file from the disk after the .ns file is created. 

OMF file versions 

If you load an OMF file that was previously loaded, a new .ns file is created 
only if the OMF file is newer than the existing .ns file; otherwise, the existing 
.ns file is used. 

Multiple files 

You can load the same symbol database file into several modules, and you can 
load multiple symbol files into one module. Symbols from each of the files 
that you load will appear in the OMF Symbol Browser menu and can be used 
to create trigger terms for the logic analyzer. 
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Current Loaded Files field 


Select this field to view a list of the symbol database files that are currently 
loaded into measurement modules. 


Loaded Database Files 


Analyzer/Hachine 

Label 

File Type 

2nB Data Acq E 

! Labi 

! General Purpose Asci: 

Ai\S1000.GPA 

C!\S1000.NS 

100/500I1HZ LA C 

! ADDR 

! 0nF386 

C=\RAY_BND.386 

C:\RAY_BND.NS 

ioo/soouhz la c 

i ADDR 

i IEEE-695 


A:\SVnL0P.X 

CiVSYMLOP.NS 


c 


V i eN 


] 


c 


Delete 




c 


Done 




Delete Field 

The Loaded Database Files pop-up menu provides a Delete field that you 
can use to remove a symbol database from a measurement module. Highlight 
the module and file that you want to remove. Then, select the Delete field 
to remove the file. 

View Field 

The View field selects a symbol database in the OMF Symbol Table load 
menu. If more than one database has been loaded, you can choose the 
desired database by highlighting the analyzer and file name and selecting the 
View field. 

The file name that you select will appear in the OMF File field in the main 
OMF Symbol Table load menu. You can then change the file characteristics, 
such as the Section Relocation options. 
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Section Relocation option 

The Section Relocation option lets you add offset values to the symbols in an 
OMF file. Use this option if some of the sections or segments of your code 
are relocated in memory at run time. Relocation can occur if your system 
dynamically loads parts of your code, causing the memory addresses where 
the code is loaded to not be fixed. 

To use this option, highlight the memory section you want to offset and then 
click the Select field. Choose one of the offset options described below. 

If you loaded multiple symbol files, the Section Relocation option applies to 
the file currently displayed in the OMF File field. To select a different file, 
use the View option in the Current Loaded Files menu. 

Relocation of OMF Memory Sections 
Name Address Space Address 

const (unused) b34 

1 i be (unused) b7a 

prog (unused) 0 



OMF File! 

A!\SYML0P.X 





Select j 

Done j 







Set Absolute Section Location 

When you know the run-time address of the section, use this option to set an 
absolute address for the start of the selected section. 

Offset This Section 

When you know the relocation offset of the section, use this option to add an 
offset to the start of the selected section. The value entered will be added to 
the section address that was contained in the OMF file. AH of the symbols in 
the section’s address range will be offset by this value. 
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Offset AH Sections 

Use this option to add an offset to the starting addresses of aU sections in the 
selected OMF file. The values entered will be added to all relocatable 
sections in your program. You will typically use this option if you have 
PC-relative code and data. 

A section that contains symbols for hardware addresses will usually be 
indicated as nonrelocatable in the OMF file. The symbols for these sections 
will not be relocated. 
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Logic Analyzer Symbol Browser Menu 


The OMF Symbol Browser menu lets you browse through the symbols 
that are loaded into a measurement module. You can use the symbols 
as trigger terms in the Trigger menu. Search features and wildcard 
characters are available to help you find the symbols that you want. 


Symbol Type 
Selection field 


Browse Results 
display 


— OnF Symbol Table ] ^ Scrol 1 Fi 1es ] 


Fi 


nd ^ 


ST* 


D 


Line Number 


C ] 


Context! A!\SVMLQP.X=/ dsk2213.1/hp/Qbjects/sg mlQp/ 

Address: 196 ^ A1 ign to 1~ Bgte Offset by ^ 


s toa_s1,c 

s tos_s1,c 

s tubbba.c 
s trlen. c 
s trncpy.c 
s trrchr.c 


View Files and Line Numbers 


D C 


Symbol 
M ode fie d 


The OMF Symbol Browser areas you can access are: 


• Symbol Type Selection field (User or OMF) 

• Find field 

• Align to XX Byte option 

• Offset option 

• Browse Results display 

• Symbol Mode field 
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Symbol Type Selection field (User vs. OMF) 

This field lets you choose between the two types of symbols available in the 
logic analyzer: 

• User Symbols correspond to the symbols that you can define in the Format 
menu. 

• OMF Symbols correspond to the symbols in an OMF symbol file that you 
loaded using the Symbol Utility. 

This field appears at the top of the pop-up menu when you select a trigger 
term. 



3-16 




Reference 

Logic Analyzer Symbol Browser Menu 


Find field 

Use this field to locate particular symbols in the symbol databases that you 
want to use in a trigger specification. When you first access the OMF Symbol 
Table menu, the Find field wiU display an asterisk (*). Use the asterisk 
wildcard character to browse the entire symbol database for the symbol you 
want. To use this field, select it and type in the name of a file or symbol. 
Then, select Done. When you do this, the system searches the symbol 
database for symbols that match this name. 

Asterisk wildcard (*) 

The asterisk wildcard represents "any characters." When you search a 
symbol database using just the asterisk, you wiU see a Ust of all symbols in the 
database. You can also add an asterisk to a search word to find all symbols 
that begin or end with the same letters. 


Example To find all of the symbols that begin with the letters "st", select the Find 

field and type "st*". Select Done and the browse results will look like this: 


( OMF Symbol Table ) j Scrol1 Fi1es ] 

Find [^ST* ] Line Mumber ( 16 j 

ContexO A !\SVHLOP .X■ / dsk22 1 3 . 1/hp/ob jects/sy ml op/ _ 

Address: 196 ( Align to I Bijte ) Offset bij (XXXXXXXX) 


s toa_s1,c 

s tos_s1,c 

s tubbba. c 
s trlen. c 
s trncpy. c 
s trrchr. c 


Cancel ] ^ Vieu Files and Lins Numbers 'j ^ Done ] 


Now you can highlight the symbol that you want and select Done to use the 
symbol as a trigger term. 
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Question mark wildcard (?) 

If you are using a keyboard to control your logic analyzer, you can use the 
question mark wildcard character. A question mark represents "any single 
character." You can use more than one question mark in a symbol database 
search; for example, "?ector?num" is a valid search string. 

Example Your symbol database contains many symbols that have names such as 

"syml", "syml7", and "sym20". To find aU of the symbols that end in "5", 
select the Find field and type "sym?5". Select Done and the browse results 
will look like this: 



Notice that "sym5" is not matched. Now you can highlight the symbol that 
you want and select Done to use the symbol as a trigger term. 
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Browse Results display 

This part of the Symbol Browser mer\u lists the symbols that satisfy the 
search criteria specified in the Find field. You can scroU this field to view 
symbols that are off the screen. 

Scroll Files field 

This field appears if the symbol mode field, at the bottom of the screen, is set 
to "View Files and Line Numbers". Select this field to scroll the listing of the 
browse results. When the Scroll Files field is not selected, you can 
scroll the Line Number field. 


Align to XX Byte option 

Use the Align to Byte option to mask off an address. Most processors do 
not fetch instructions from memory on byte boundaries. To trigger a logic 
analyzer on a symbol at an odd-numbered address, you must mask off the 
address. 


Example The symbol "main" occurs at address lOOF. The processor being probed is a 

68040, which fetches instructions on long-word (4-byte) boundaries. To 
trigger on the address lOOF, the address must be masked off to the nearest 
4-byte boundary. The Align to Byte option would be set to "Align to 4 
bytes". The Symbol Utility masks the address of the symbol "main" to lOOC 
hex before it is used as a trigger term. 
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Offset option 

Use the Offset option to add an offset value to the starting point of the 
symbol that you want to use as a trigger term. You might do this to trigger on 
a point in a function that is beyond the preamble of the function, or to trigger 
on a point that is past the prefetch depth of the processor. Setting an offset 
helps avoid false triggers in these situations. 

The offset specified in the Offset by field is applied before the Align 
to XX Byte option masks the address. 


Example An 80386 processor has a prefetch depth of 16 bytes. Functions fund and 

func2 are adjacent to each other in physical memory, with func2 following 
fund. 

To trigger on func2, without getting a false trigger from a prefetch beyond 
the end of fund, add an offset value that is equal to or greater than the 
prefetch depth of the processor to your trigger term. In this case, you want 
to add an offset of 16 bytes, so you would set the value of the Offset by 
field to 10 hex. When you specify func2 as your trigger term, the logic 
analyzer will trigger on address func2+10. 
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Context display 

The Context display, just below the Find field, indicates the original OMF 
source file for the symbol that is currently highlighted in the Browse Results 
display. "A:" indicates the logic analyzer flexible disk drive. "C:" indicates the 
logic analyzer hard disk drive. If the symbol database file was generated on 
the host computer using nsbuild, no drive designator will be present. 

Some OMF formats, such as IEEE-695, provide information about the path 
name of the original source files. If you are using one of these OMF formats, 
you wifi see path information for the individual files in the browse results 
display. A colon separates the source file path from the OMF path by a colon. 


Example An OMF file called symlop.x was loaded from the hard disk drive of the logic 

analyzer. One of the source files for the OMF is called main.c. When you 
browse symbols from the symbol database, the context display might look 
like this: 

Context: C:Xsymlop.x:/users/fred/project/src/main.c 

C:\symlop.x is the path for the OMF file on the logic analyzer hard disk. The 
path /users/fred... applies to the file main.c in the original enviroirment where 
it was compiled. 


Address display 

The Address display indicates the address corresponding to the symbol that 
is currently highlighted in the Browse Results display. The addresses are 
displayed as physical values. Intel 80x86 segment:offset values are converted 
to physical address values before they are displayed. 


3-21 



Reference 

Logic Analyzer Symbol Browser Menu 


Symbol Mode field 

You can view OMF symbols in one of two formats: 

• Global and local variables 

• Source file names with line numbers 

Select the large field at the bottom of the menu to toggle between the two 
modes. Symbols appear in trace listmgs in the selected format. 

When you select the View Globals and Locals mode, the browse 
results display lists symbolic names only. When you select the View 
Files and Line Numbers mode, the browse results display hsts source 
file names from the OMF file. 

In the View Files and Line Numbers mode, the following two 
additional fields appear in the OMF Symbol Browser menu. 

Scroll Files field 

Select this field to scroll the Browse Results listing. 

Line Number field 

Use this field to select a source file line number as a trigger term. Select the 
field once to scroll through the line numbers of valid, existing lines of code. 
Select the field a second time, and a keypad pop-up menu lets you specify a 
particular line number. 

Not all lines in a source file have associated code. When you type in a line 
number that does not contain code, the field defaults to the next highest line 
number that does contain code. If you select a line number that is higher 
than any line number in the file, the field defaults to the highest line number 
in the file. 
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The Symbol Utility supports the following OMF file formats. 

A. OUT This output format is used by the GNU tool chain for various 
processors, including the 68000 family. Other varieties of A.OUT are not 
supported. 

ELF/DWARF This OMF is a portable format consisting of the ELF 
(Executable and Linkable Format) and the DWARF (Debugging 
Information Format) for various processors, including Intel 80960, 
PowerPC, and MIPS. 

ELF/STABS This OMF is a portable format consisting of the ELF 
(Executable and Link Format) and the "stabs" debug format. The "stabs" 
format is derived from "The Stabs Debug Format," revision 2.125, 
produced by Cygnus Support. Deviations from this specification are not 
supported. 

GPA This is the General-Purpose ASCII file format, which can be used 
to provide symbols for an Object Module Format that is not explicitly 
supported. See the "General-Purpose ASCII Symbol File Format" section 
in this chapter for more information. 

HP-MRI IEEE-695 This OMF is produced by HP and MRI 
cross-compilers and cross-assemblers. This format is fuUy supported by 
the Symbol Utility IEEE-695 reader. 

IEEE-695 This OMF is usually produced by language tools for non-Intel 
microprocessors. Some language tools that claim to output this format 
may deviate from the IEEE-695 standard in ways that make the OMF file 
unreadable by the Symbol Utility reader. 

OMF286 This OMF is produced by language tools for Intel 80x86 series 
and Pentium microprocessors running in real and/or protected mode. 

The supported OMF286 file types are Single-task Loadable and 
Bootloadahle. 

OMF386 This OMF is produced by language tools for Intel 80x86 series 
and Pentium microprocessors running in real and/or protected mode. 

The supported OMF386 file types are Loadable and Bootloadable. 


3-23 



Reference 

Supported Symbol File Formats 


OMF86 This OMF is produced by ianguage toois for intei 80x86 series 
and Pentium microprocessors running in reai mode oniy. 

OMF96 This OMF is produced by ianguage toois for the intei 80196 
family of microprocessors. 

TI-COFF This OMF is produced by language tools for Texas 
Instruments microprocessors. 
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General-Purpose ASCII Symbol File Format 


The Symbol Utility supports a General-Purpose ASCII (GPA) symbol 
file format. If your software development tools do not produce one of 
the supported symbol file formats, you can create a GPA fUe. You can 
also use a GPA file to define additional symbols that may not be 
included in the supported symbol file. 

Various kinds of symbols are defined in different records in the GPA 
file. Record headers are enclosed in square brackets; for example, 
[VARIABLES]. For a summary of GPA file records and associated 
symbol definition syntax, refer to the following GPA Record Format 
Summary. 

For more detailed descriptions of GPA file records and associated 
symbol definition syntax, refer to these topics in this chapter: 

• SECTIONS 

• FUNCTIONS 

• VARIABLES 

• SOURCE LINES 

• START ADDRESS 

• Comments 



Format 


Example 
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GPA Record Format Summary 

[SECTIONS] 

section_name start..end attribute 
[FUNCTIONS] 

func_name start..end 
[VARIABLES] 

var_name start [size] 
var_name start..end 

[SOURCE LINES] 

File: f i 1 e_naitie 
line# address 

[START ADDRESS] 
address 

#Comments 

If no record header is specified, [VARIABLES] is assumed. Lines without a 
preceding header are assumed to be symbol definitions in one of the 
VARIAB LE S formats. 


This is an example GPA file that contains several different kinds of records: 


[SECTIONS] 


prog 

00001000 . 

.OOOOIOIF 

data 

40002000 . 

.40009FFF 

common 

FFFFOOOO . 

.FFFFIOOO 

[FUNCTIONS] 


main 

00001000 . 

.00001009 

test 

00001010 . 

.OOOOIOIF 

[VARIABLES] 


total 

40002000 

4 

value 

40008000 

4 
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[SOURCE LINES] 

File: 

main. c 

10 

00001000 

11 

00001002 

14 

OOOOIOOA 

22 

OOOOIOIE 

File: 

test. c 

5 

00001010 

7 

00001012 

11 

OOOOIOIA 
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Format 

section_name 

start 

end 

attribute 


Example 


SECTIONS 

[SECTIONS] 

section_name start..end attribute 

Use SECTIONS to define symbols for regions of memory, such as sections, 
segments, or classes. 

A symbol representing the name of the section. 

The first address of the section, in hexadecimal. 

The last address of the section, in hexadecimal. 

This is optional, and may be one of the following: 

NORMAL (default)—The section is a normal, relocatable section, such as 
code or data. 

NONRELOC—The section contains variables or code that carmot be 
relocated; this is an absolute segment. 

Enable Section Relocation 

To enable section relocation, section definitions mustappear before any other 
definitions in the file. 


[SECTIONS] 

prog 

data 

displaY_io 


00001000..OOOOIFFF 
00002000..00003FFF 
00008000..000080 IF NONRELOC 


If you use section definitions in a GPA symbol file, any subsequent function 
or variable definitions must be within the address ranges of one of the 
defined sections. The Symbol Utility ignores functions and variables that are 
not within the range. 
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Format 

func_name 
start 
end 

Example 


FUNCTIONS 

[FUNCTIONS] 

func_narrie start., end 

Use FUNCTIONS to define symbols for program functions, procedures, or 
subroutines. 

A symbol representing the function name. 

The first address of the function, in hexadecimal. 

The last address of the function, in hexadecimal. 


[FUNCTIONS] 

main 00001000..00001009 

test 00001010..OOOOIOIF 
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VARIABLES 

Format [variables] 

var_name start [size] 
var_name start..end 

You can specify symbols for variables either by using the address of the 
variable, the address and the size of the variable, or a range of addresses 
occupied by the variable. If you specify only the address of a variable, the 
size is assumed to be one byte. 

var_name A symbol representing the variable name. 

start The first address of the variable, in hexadecimal, 
end The last address of the variable, in hexadecimal, 
size This is optional, and indicates the size of the variable, in bytes, in decimal. 


Example 


[VARIABLES] 

subtotal 

total 

data_arraY 

status_char 


40002000 4 

40002004 4 

40003000..4000302F 
40002345 
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Format 

file_name 
line# 
address 

Example 


Format 

address 

Example 


SOURCE LINES 


[SOURCE LINES] 

File: file_name 
line# address 

Use SOURCE LINES to associate addresses with Lines in your source files. 
The name of a file. 


The number of a line in the file, in decimal. 

The address of the source line, in hexadecimal. 


[SOURCE LINES] 
File: main.c 
10 00001000 

11 00001002 

14 OOOOIOOA 

22 OOOOIOIE 


START ADDRESS 

[START ADDRESS] 
address 

The address of the program entry point, in hexadecimal. 

[START ADDRESS] 

00001000 
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Comments 

Format #coiTiment text 

Use the # character to include comments in a fUe. The Symbol Utility ignores 
any text following the # character. You can put comments on a line alone or 
on the same hne following a symbol entry. 

Example #This is a comment. 
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This section describes messages that can appear when using the Software 
Analyzer. 

Logic Analyzer disk full 

Before you can download the file, you must recover logic analyzer disk space 
by purging unneeded files. 

Logic Analyzer is already cormected to a remote host 

Only one remote interface may control a logic analyzer at a time. 

This error also occurs when someone is accessing the logic analyzer file 
system as the "control user," or using telnet to access the logic analyzer 
conuuand parser socket. The Software Analyzer must access the logic 
analyzer as the control user; there can only be one control user at any time. 
The logic analyzer file system can be accessed by multiple "data users" if 
read-only access is required. Refer to the appropriate logic analyzer User’s 
Guide for more information. 

Bad transport type: <transport> (PCs with Windows 3.1 only) 

A bad transport name was specified with the Software Analyzer "-t" command 
line option. The "transport" type can be HP-ARPA, MS-TCP/IP, Novell-WP, or 
PC-NFS. The transport types can be specified in upper- or lower-case 
characters, and only a significant number of characters are required. For 
example, "m", "ms-tcp", and "MS-TCP/IP" are aU equivalent. 

Carmot allocate additional memory 

The Software Analyzer cannot acquire the memory it needs. 

Caimot open file: <file> 

The specified local file could not be found. 

Communications error: <description> 

This is a fatal communications error. The description tells you more about 
the cause of the problem. 
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Communications timed out 

The connection timeout elapsed before the logic analyzer accepted the 
connection. See "If you have LAN connection problems" in the Common 
Problems chapter. 

Empty directory name 

An invalid source directory name was given in the Source Lookup Failure 
dialog. 

Lost LAN cormection 

The established LAN connection was lost during a session. This happens if 
the logic analyzer is powered off or if the network goes down. 

Networking DLL file <dll_name> not found (PCs with Windows 3.1 only) 
Check your network configuration and PATH environment variable. There 
may be a mismatch between your configured PC networking and the Network 
Protocol selected in the LAN Connection dialog box. Refer to "If you have 
LAN connection problems" in the Common Problems chapter for further 
information. 

No ADDR label defined 

The Next Line or Prev Line button was pressed in an analyzer without 
an ADDR label. The most common cause is that the preprocessor 
configuration is not loaded. 

No destination file 

You must specify a logic analyzer filename for the file download. 

No internet address for <IP address> 

Make sure the specified Internet Address is valid. If you are using the 
analyzer’s name, make sure it is found in the "hosts" file or by the name 
server. 

No source file 

You must specify a local file for the download. 
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No source references found 

The Next Line or Prev Line button was pressed, and no source line 
references were found between the current trace data state and the end 
(or beginning) of the trace data. 

Unable to load logic analyzer fonts 

The logic analyzer fonts could not be loaded for one of these reasons. 

• On a personal computer, the fonts were not accepted by the video driver. 
Verify whether a patch exists for the video driver. 

• On a UNIX workstation, the fonts couid not be found in the X server font 
path. See the Common Problems chapter. 

In addition, alternate fonts could not be loaded. 



Unable to load logic analyzer fonts - using alternate fonts 

The logic analyzer fonts could not be loaded for the same reason as the 

previous message. An alternate font that allows the product to run was 

loaded, but it may display inappropriate characters on some logic analyzer 

menus. 


X Server is X11R4, not X11R5; the Logic Analyzer window may not 
render properly (UNIX only) 

Some older (X11R4) X servers have a variety of problems displaying the 
Logic Analyzer window, including displaying unusual colors, or only showing 
part of the screen. The Software Analyzer requires an X11R5 server. 
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Common Problems 


This chapter describes common problems that can occur when using 
the Software Analyzer, and some recommended solutions. These 
topics are discussed: 

• If your logic analyzer is "in use" 

• If you have LAN connection problems 

• If you have alternate or missing fonts (Motif) 

• If there are no symbols in the Listing menu 

• If there is no source code in the Trace List Source window 

• If Trace List Source navigation operates illogicaUy 

• If source and hsting line numbers are different 

• If Next Line/Prev Line operations take a long time 
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If your logic analyzer is "in use" 

When you try to connect to a logic analyzer that is being used by someone 
else, a dialog box will appear and report the user connected to it. 

• If the user is "High-Speed@remote", the logic analyzer communication 
channel is set to High-Speed SCSI or 16505 instead of Ethernet. 

• If the user is "HP-IB@remote", the logic analyzer communication channel 
is set to HP-IB instead of Ethernet. 

• If the user is "user@<ip_address>", the logic analyzer is connected to 
another computer; <ip_address> is the LAN address of the connected 
computer. 

□ Select Cancel to cancel the connection attempt. Select Unlock to 
disconnect the previous user from the logic analyzer. Select Connect 
to disconnect the previous user, then attempt your connection again. 



Disconnectan Existing User 

Selecteither'Unlock"or "Connect"to immediately disconnectthe previous user 
from the logic analyzer. 
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If you have LAN connection problems 

□ If you are using a personal computer, verify that your PC network is 
working correctly. Try these methods: 

ping <another_computer_on_YOur_network> 
ftp <another_computer_on_YOur_network> 

Because the Windows network is required to run this product, verify your 
Windows network configuration. Most networking packages instalL a 
Windows network device driver in the SYSTEM.INI file. If this is not done 
correctly, DOS-mode applications may run successfully, but the product will 
still fail under Windows. 

□ Verify your logic analyzer network configuration. 

1 Try to "ping" the logic analyzer from your computer: 

ping <hostname or IP_address> 

2 If the logic analyzer does not respond to a "ping", you need to verify 
its internet (IP) address. To do this, look at the logic analyzer’s LAN 
settings. On an HP 16500B, these are under Ethernet Communication 
in the System Configuration menu. On an HP 16500C, the settings are 
under IAN Settings in the System Configuration menu. On a 
benchtop logic analyzer, the settings are under LAN Settings in the 
System External PO menu. 

The Ethernet configuration options (and example values) are: 

Ether Address: 080009622842 (not configurable) 

AnalYzer name: LP16500B 

Internet Address (IP) : 15.6.253.106 

Advanced Configuration 

GatewaY Address: 15.6.248.I 
File Timeout: 1.5 s 

Subnet Mask: 255.255.248.0 (set automatically) 
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□ If you are using a personal computer running Windows 3.1, verify your 
network with the list of supported networks. 

In the LAN Connection dialog, you can select the following Network 


Protocols: 

MS-TCP/IP 
[WINSOCK 1.1] 

This is the Microsoft TCP/IP networking package 
which is distributed by Microsoft for Lan Manager and 
Windows For Workgroups. 

PC-NFS 
[WINSOCK 1.1] 

This is the SunSelect PC-NFS networking package. 
You must install the Windows portion of this package 
to run this product. See the PC-NFS Installation 
Guide for more information. 

Novell-WP 

This is the Novell Lan Workplace for DOS. It is the 
only supported Novell networking package. 

Novell Netware is NOT supported. 

HP-ARPA 

This is the Hewlett-Packard TCP/IP networking 
package. 



□ If your networking package is not on this list, but it supports the 
Windows Sockets (Open Interface for Network Programming under 
Microsoft Windows) Version 1.1, choose the MS-TCP/IP [WINSOCK 1.1] 
network protocol. Because Windows Sockets is an open interface, this 
product does not guarantee functionality with all packages that claim to 
be compatible with Windows Sockets. You may try to operate this 
product at your own risk. 
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See Aiso 


If you have alternate or missing fonts (TViotif) 

If the logic analyzer fonts for X/Motif have not been properly set up for your 
X server, you will see one of the following warning messages when you 
connect to a logic analyzer: 

Unable to load Logic Analyzer fonts - using alternate fonts 
Unable to load Logic Analyzer fonts 

In the first case, you should stUl see text, but some of the characters on the 
logic analyzer Format or Configuration screens will not be displayed 
correctly. In the second case, when working on a PC, you will see no text in 
the logic analyzer window at all. In the second case, when working in 
X-Windows, you may see some changes in the arrows and activity bars. 

□ If your X server runs on the same computer as the Software Analyzer 
application, set the font path using the "xset" command from your shell 
prompt: 

/usr/bin/Xll/xset +fp <install_root>/<platform>/lib/gsbpp 

For example, if you installed the Software Analyzer in the default location 
(/usr/hpcol) on an HP 9000/700 workstation (hp700_9), the command would 
be: 

/usr/bin/Xll/xset +fp /usr/hpcol/hp700_9/lib/gsbpp 

If you are using an HP 9000/700 workstation with the HP VUE window 
manager, you may add the appropriate "xset" command to the 
/usr/vue/config/Xstartup shell script to set the font path automatically each 
time you start the X server. If you start X via the "xllstart" script, you can 
place the "xset" command in your $HOME/.xllstart file. 

On Sun workstations, you should run the <install_root>/<platform>/configure 
script to set up the logic analyzer font files. 

For more information on font paths, refer to the "Installing the Software 
Analyzer" for your operating system in the Installation chapter. 
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□ If you are using an X terminal, or are using the Software Analyzer 
through a remote X server cormection, read the following. 

It is important that the font path (and the fonts themselves) is available to 
the X server to which your display is connected, and not on the workstation 
where the Software Analyzer application is run. 

You may either NFS-mount the workstation that has the logic analyzer fonts 
installed and issue an "xset" command to add that directory to your font path 
(see the previous checkbox), or copy the logic analyzer fonts onto your local 
file system and add them to your font path from there. 

For example, on an HP 9000 Series 700 workstation, you could use the 
following commands: 

[NFS-mount the file system where the Software Analyzer is 
installed] 

mkdir /users/guest/fonts 
cd /users/guest/fonts 

cp /nfs/remotehost/usr/hpcol/hp700_9/lib/gsbpp/*.scf . 
/usr/bin/Xl1/mkfontdir 

/usr/bin/Xl1/xset +fp /users/guest/fonts 

If your X server stiU does not display the logic analyzer fonts, you may need 
to convert them for your particular X server. For example: 

cd /users/guest/fonts 
rm *.scf 

cp /nfs/remotehost/usr/hpcol/hp700_9/lib/gsbpp/*.bdf . 
/usr/bin/Xll/bdftosnf sml65.bdf > sml65.snf 
/usr/bin/Xl1/bdftosnf lgl65.bdf > lgl65.snf 
/usr/bin/Xl1/mkfontdir 

/usr/bin/Xl1/xset +fp /users/guest/fonts 
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If there are no symbols in the Listing menu 

□ Make sure the Symbol Utility is present. 

The HP E2450A Symbol Utility is shipped with the Software Analyzer. 

• If the Symbol Utility is loaded on an HP 16500B/C logic analyzer, a green 
box appears in the "Options" area in the System Configuration menu. The 
System Configuration menu is the first menu you see when you power up 
the HP 16500. 

• If the Symbol Utility is loaded on an HP 1660C/CS-series or HP 1670-series 
logic analyzer, a grey box appears in the bottom leftmost box in the 
External PO menu. Go to the External I/O menu. 

The logic analyzer has the ability to load only two options. If you see that two 
options are loaded and the Symbol Utility is not one of them, you must 
remove one of the options and reboot the logic analyzer. 

1 To remove an option, go to the System Hard Disk menu and change to 
the C:\SYSTEM directory. 

2 Option boot files begin with "OPT_". The Symbol Utility boot file is 
OPT_032 for HP 16500B, OPT5_032 for HP 16500C and OPTC_032 for 
the HP 1660C/CS-series and HP 1670-series. Rename one of the other 
option boot files. 

□ Make sure a symbol file is loaded into the desired label for the correct 
module and machine. 

The Symbol Utility can load a symbol file into any existing label of any 
module and machine present in the logic analyzer. 

1 To determine how the symbol file was loaded, go to the OMF Symbol 
Table menu in the Symbol Utility and select "Current Loaded Files". 

2 You will see which symbol files have been loaded into which 
module/machine, and the label to which the symbols are mapped. 

This will usually be the ADDR label. 
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If there is no source code in the Trace List Source 
window 

To make the Trace List Source window track the Listing menu, you must take 
the following actions. 

□ Make sure the Symbol Utility is present (see "If there are no symbols in 
the Listing menu" on the previous page). 

□ Make sure an ADDR label is turned on in the module and machine. 

The Software Analyzer Trace List Source window tracks the center state in 
the Listing menu according to the source line reference associated with the 
analyzer’s ADDR label. The ADDR label must be present in the module and 
machine for which you want source line referencing to work. 

1 To verify that an ADDR label is turned on, go to the Format menu and 
look for "ADDR" in the list of labels. If there is no ADDR label, you 
may not have loaded the correct configuration file. 

2 Note that the ADDR label does not need to be present in the Listing 
menu. It just needs to exist in the Format menu. Also, if the ADDR 
label is present in the Listing menu, it can be displayed in any base — 
binary, hex, symbol, etc. 

□ Make sure a symbol file is loaded into the ADDR label for the correct 
module and machine. 

The Symbol Utility can load a symbol file into any existing label of any 
module and machine present in the logic analyzer. 

1 To determine how the symbol file was loaded, go to the OMF Symbol 
Table menu in the Symbol Utility and select "Current Loaded Files". 

2 Verify that the proper symbol file was loaded into the correct analyzer 
and machine, and that it was loaded into the ADDR label. 

If you are using more than one analyzer module, it is very easy to load the 
symbol file into the wrong module by mistake. Before you select Load, make 
sure you have selected the correct module and machine. 
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□ Make sure the Software Analyzer is able to access the source code files. 

The Trace List Source window attempts to display the source file that 
corresponds to the center state of the Listing menu. First, it looks in the 
location given by the OMF file. Then, it searches the list of directories in the 
Source View Settings dialog. If the file is not found, a dialog prompts you to 
enter the name of the directory that contains the source file. 

□ Make sure the loaded symbol database file has source line information 
in it. 

Source line information in an OMF file normally consists of a list of line 
numbers and corresponding addresses. The Software Analyzer uses this 
information to make the Trace List Source window track the center state in 
the Listing menu. You must compile and link the executable program with 
the appropriate debug options so that the resulting OMF file contains source 
line information. 

An easy way to determine whether or not the symbol or symbol database file 
has source line information is to load it using the Symbol Utility. 

1 Go to the Symbol Utility OMF Symbol Table menu and load the OMF 
symbol file or .ns file into a module. 

2 Go to the Trigger menu for the module. 

3 In the list of Terms, set the base of the label in which you loaded the 
file to "Symbol". 

4 Select a term under that label and change to "OMF Symbol Table". 

5 Change the view to "View Files and Line Numbers". If there are no 
files in the list, or if you scroll through the list and the Address for 
each file is "No Address", there is no source line information in the 
file. Check your compiler documentation to ensure that you 
compiled with the debug option turned on. 
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If Trace List Source navigation operates iiiogicaiiy 

When scrolling the Listing menu or using the Trace List Control buttons, you 
may see the highlighted line in the Trace List Source window move in an 
illogical manner. For example, as you move through the listing, the 
highlighted Une may go to a line with a function call, then to the line after the 
function call, and finally to the source code in the function itself. Or, as you 
move through the hsting, the highlighted line goes over both branches of an 
if-then-else statement. 

This behavior is caused by a microprocessor instruction prefetch. Many 
microprocessors perform instruction prefetch. Prefetch means the 
microprocessor reads several instructions from memory ahead of the 
instructions that are executing. Prefetched instructions may or may not be 
executed, depending on the flow of the program. 

The disassembler in the logic analyzer attempts to determine which 
instructions have been executed and which have not. If the disassembler has 
state suppression capability, you can suppress the states containing 
unexecuted instructions by selecting the appropriate menu item in the 
Invasm Options menu. When you suppress these states, the code flow 
viewed in the Trace List Source window is much more reasonable. 

However, often heuristic algorithms must be applied to determine which 
states contain unexecuted instructions. For some microprocessors, this is 
not perfectly reliable. Therefore, unexecuted instructions may still appear in 
the Listing even though these states are supposed to be suppressed (as 
specified in the Invasm Options menu). 



Common Problems 

If source and listing line numbers are different 


If source and listing line numbers are different 

Certain circumstances can cause the highlighted line in the Trace List Source 
window to not match the line number in the listing menu. 

The file and line number shown under the AD DR label is a result of an 
address lookup using the exact address shown there. The address used to 
place the highlighted Hne in the Trace List Source window is a combination of 
the address under the ADDR label and any extra address bytes shown under 
the DATA label. 

The extra address bytes under the DATA label are present only when the 
DATA label is displayed in the Invasm base and is present on the screen. 
These characters always appear in the first two columns in the DATA label. 

By combining the extra address characters with the address shown in the 
ADDR label, a more precise address can be obtained. This derived address 
may result in a source line reference that differs from the raw address. 
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If Next Line/Prev Line operations take a long time 

After selecting one of the Trace List Control buttons, several seconds to 
several minutes can elapse before the highlighted line in the Trace List 
Source window moves to the appropriate line. 

This elapsed time can occur when several suppressed states have 
corresponding source lines references. If the suppressed states do not have 
source line references (for example, if they are data reads or writes) this 
problem probably will not occur. When states with source line references are 
suppressed, the logic analyzer takes much longer to reposition the Listing 
menu. 

The amount of elapsed time depends on the disassembler used, the number 
of suppressed states with source line references, and the number of source 
line references in the symbol database. 
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Installation 


This chapter shows you how to install the HP B3740A Software 
Analyzer and other required software. These topics are discussed: 

• Installing the Software Analyzer (MS WindowsAVindows NT/ 
Windows 95) 

• InstaUing the Software Analyzer (HP 9000/700) 

• Installing the Software Analyzer (SunOS) 

• Installing the Software Analyzer (Solaris) 

• Installing the Logic Analyzer Software 

• Installing the Symbol Utility Software 
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Installing the Software Analyzer 

(MS Windows/Windows NTAVindows 95) 


To install the Software Analyzer on personal computers running 
Windows 3.1, you will take the following steps: 

• Step 1. Install Win32s 

• Step 2. Install the Software Analyzer 

• Step 3. Set up the environment variables 

To install the Software Analyzer on personal computers running 
Windows NT or Windows 95, you will follow the same process but skip 
step 1. 
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Step 1. Install Win32s 


Run 


Command Line; 
I b:\setup 


□ Run Minimized 


Cancel 


Browse.. 


hL^lp 


This step is only necessary if your PC is running Windows 3.1. 

Before installing the Software Analyzer, you must install the Wm32s libraries 
from the Microsoft Win32s Setup disks which are included with the Software 
Analyzer. 

The Software Analyzer is a Microsoft Windows 32-bit apphcation. To run 
32-bit apphcations under MS Windows 3.1, the Wm32s support libraries from 
Microsoft must be installed on your system. 

The Software Analyzer requires Win32s version 1.1 or later. 


1 Start MS Windows in the 386-enhanced mode. 

2 Insert the Microsoft Win32s Setup disk into floppy disk drive A: or B:. 

3 Choose the File^Run... command in the Windows Program Manager. 
Enter "a:\setup" (or "b:\setup" if you installed the floppy disk in drive 
B:) in the Command Line text box. 

4 Click on the OK button. Then, follow the instructions on the screen. 

The Wm32s setup will ask you to add SHARE.EXE to your AUTOEXEC.BAT 
file. The Software Analyzer does not require you to run SHARE.EXE, but 
you may do so if you want. 
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Installing the Software Analyzer (MS Windows/Windows NT/Windows 95) 


Step 2. Install the Software Analyzer 


1 Insert the Software Analyzer system disk in floppy disk drive A: or B:. 


2 Choose the File^Run... command in the Windows Program Manager. 
Enter "a:\setup" (or "b:\setup" if you installed the floppy disk in drive 
B:) in the Command Line text box. 

3 Click on the OK button. Then, follow the instructions on the screen. 



Step 3. Set the environment variables 


1 Set the PATH environment variable to include <dir>\bin where <dir> 
is the directory (including the drive designator) where you installed 
the software. For example, set path=%path%; c:\hpcoi\bin. 

2 Set the HPCOL_PRODUCTS environment variable to the directory 
where you installed the product. For example, 

set HPCOL_PRODUCTS=C:\hpcol. 


After you have set the environment variables, you can start the Software 
Analyzer by double-clicking on the Software Analyzer icon. 
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Installing the Software Analyzer (HP 9000/700) 


This section shows you how to install the Software Analyzer on 
HP 9000 Series 700 computers running the HP-UX operating system. 

The Software Analyzer requires: 

• 6 Mbytes of hard disk space 

• HP-UX version 9.0 or greater 

• Motif 1.2 

• X11R5X Window System or HP VUE 

Refer to your HP-UX documentation for instructions on installing 
software (see the section on updating HP-UX). 


Step 1. Load the tape 


1 Become the root user on the system you want to update. 

2 Make sure the tape write-protect screw points to SAFE. 

3 Put the product media in the tape drive that will be the source device 
for the update process. 
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4 Confimi that the tape drive BUSY and PROTECT lights are on. If the 
PROTECT light is not on, remove the tape and confirm the position 
of the write-protect screw. If the BUSY light is not on, check that the 
tape is installed correctly in the drive and that the drive is operating 
correctly. 


Step 2. Install the Software Analyzer 


1 For version 9.xx, complete the following steps. 

a When the BUSY light goes off and stays off, at the HP-UX prompt 
start the update program by typing: 

/etc/update 

b When the HP-UX update utility main screen appears, confirm that the 
source and destination devices are correct for your system. Refer to 
your HP-UX documentation (see the section on updating HP-UX) if 
you need to modify these values. 

c Choose "Select All Filesets on the Source Media" when your source 
and destination directories are correct. 

d To begin the update, press the softkey <Select Item>. At the next 
menu, press the softkey <Select Item> again. Answer the last prompt 
with "y". 

It takes several minutes to read the tape. 

e When the installation is complete, read /tmp/update. log to see the 
results of the update. 

f Skip the next step, and continue with Step 3: Set the PATH 
environment variable. 
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Installing the Software Analyzer (HP 9000/700) 


2 For version lO.xx, complete the following steps: 
a Clear the permissions mask: 

umask 0 

b Change to the directory under which you want the software to be 
installed. For example: 

cd / 

All of the software will be installed into the subdirectory usr/hpcol. 
c Extract your software. Type: 

tar xvfbp <device> 20 2>&1 I tee tar.log 

If you are installing the software from a tape drive which is on a 
remote system, type the following command (one line): 

remsh <hostname> "dd if=<device> bs=20b" I 
tar xvfbp - 20 2>&1 I tee tar.log 

<device> is the name of your tape drive. <hostname> is the name of 
the system with the tape drive. 


Step 3: Set the environment variables 


1 To allow your X server to find the logic analyzer fonts, at the HP-UX 
prompt type: 


/usr/bin/Xll/xset +fp <dir>/usr/hpcol/hp700_9/lib/gsbpp 

Where <dir> is the directory where you installed the software. 

If you are using the HP VUE window manager, you may add the "xset" 
command to the /usr/vue/config/Xstartup script to set up the font path each 
time the X server is started. If you are not using VUE, you may add it to your 
$HOME/.profile file. 
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2 Set the PATH environment variable to include a <dir>/bin directory 
where <dir> is the directory where you installed the software. For 
example, export PATH=$PATH:/usr/hpcol/hp700_9/bin 

3 Set the HPCOL_PRODUCTS environment variable to the directory 
where you installed the product. For example, 

export HPCOL_PRODUCTS=/usr/hpcol/hp700_9. 


After you have set the environment variables, you can type "swa &" to start 
the Software Analyzer in background mode. 



Installing the Software Analyzer (SunOS) 


System Requirements 

This software is designed to run on a Sun SPARCsystem with SunOS 
version 4.1.3 or 4.1.3_U1 and OpenWindows 3.0. The tape uses the 
QIC-24 data format. Your system must have 8 Mbytes of free disk 
space to store this software. 

To install the Software Analyzer on Sun workstations running the 
SunOS operating system, you will take the following steps: 

• Step 1. Load the tape. 

• Step 2. Install the Software Analyzer. 

• Step 3. Run the configure script (if necessary). 

• Step 4. Install a SunOS patch. 

• Step 5. Set the environment variables. 
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Step 1. Load the tape 


1 Verify that the HP B3740A tape write-protect screw points to SAFE. 



SAFE 


2 Insert the tape in the tape drive, and slide the lever on the tape drive 
to the right. 




3 Verify what kind of tape drive you have to see if it can read QIC-24 
tapes by typing: 

mt -f <tape_device_name> status 

QIC-150 (Archive Viper), Emulex MT-02, and Sysgen SC4000 tape drives can 
read QIC-24 tapes. The 4-track QIC-11 tape drives cannot read 9-track 
QIC-24 tapes. 


4 If your tape drive cannot read QIC-24 tapes, stop now and find 
another tape drive that can. 
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Step 2. Install the Software Analyzer 

1 Log in as root, and change directory to /. 

2 If the tape drive is on your local system, extract the swa_install 
script from the tape by typing: 

umask 0 

tar xvfbp <device> 20 swa_install 


3 If you are installing the software from a tape drive on a remote 
system, extract the swa_install script from the tape by typing: 

rsh -n <hostname> "dd if=<device> bs=20b" | 

tar xvfbp - 20 swa_install 

<device> is the name of your tape device. 

<hostname> is the name of the system with the tape drive. 


4 Install the software by typing "./swa_instaU". 

The swa_install script wifi request the following: 

• Device name of your tape device 
Enter the same <device> as above. 

• Operating system for which you are installing the software 

Select the operating system used by the workstation which will run 
the Software Analyzer. 

• Directory where you want the software to be installed 

After you have answered the questions, swa_install will install the 
appropriate software on your hard drive in the subdirectory usr/hpcol/, then 
run the configure script to perform the setup required to run the Software 
Analyzer. If configure succeeds, and if you will operate the Software 
Analyzer only on the workstation where it was installed, skip to Step 4, 
"Install a SunOS patch." If configure fails, fix the indicated problem and go to 
Step 3, "Run the configure script." 
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Step 3. Rim the configure script 

If the swa_mstaU script succeeded in Step 2, skip to Step 4. 


To run the configure script, change to the subdirectory 
usr/hpcol/sunos_4 and run the configure script by typing: 


cd usr/hpcol/sunos_4 
./configure 

You should run the standalone configure script on the workstation where you 
originally installed the Software Analyzer, and on each workstation that NFS 
mounts the usr/hpcol/ install tree (and has a local file system). You may run 
the configure script as root at any time to verify that aU files required by the 
Software Analyzer are linked to the correct locations on the local file system. 

The configure script does the following: 

• Installs the XKeysyiuDB file if the required OSF key mappings do not 
exist in $OPENWINHOME/lib/XKeysymDB. 

• Installs two logic analyzer fonts in the $OPENWINHOME/lib/fonts 
directory. 

$OPENWINHOME is /usr/openwin by default. 



Installation 

Installing the Software Analyzer (SunOS) 


Example 


Assume the HP B3740A Software Analyzer was installed on the file server 
applejree in the directory /home/apple_tree. 

There are seven workstations that want to share the apple_tree HP B3740A 
install directory. To share this directory, you must do the following for each 
workstation: 


1 Log in to the workstation system as root. 

2 Mount the apple_tree HP B3740A install directory by typing: 

mount apple_tree:/home/apple_tree/usr/hpcol /usr/hpcol 


3 Change to the directory /usr/hpcoPsunos_4, and run the configure 
script to Unk the necessary HP B3740A files onto your local file 
system. The configure script is verbose and will tell you which files 
failed to link. Follow the instructions given by the configure script, 
and continue to run it until it succeeds. 

cd /usr/hpcol/sunos_4 
./configure 
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Step 4. Install a SunOS patch 

If you have SunOS version 4.1.3_U1, you do not have to install this patch. 
The HP B3740A Software Analyzer redistributes a SunOS patch that you 
must install before you can use the Software Analyzer. Patch 100257-05, the 
"Jumbo Id patch", fixes dynamic loader defects. 

This patch is located in the usr/hpcol/sunos_4/patch_dir/<patch_number> 
directory. 


1 Check with your system administrator to see if the SunOS patch has 
been installed. If it has, skip to Step 5, "Set the path environment 
variable." 



2 If the patch has not been installed, type the following commands to 
change to the appropriate patch directory and view the README file: 

cd <dir>/usr/hpcol/sunos_4/patch_dir/<patch_number> 
cat README 

<dir> is the directory you installed the software analyzer in. 

3 Carefully follow the directions in the README file. 


When installing the 100257-05 patch (specifically when installing the new 
/usr/lib/ld.so library) follow the instructions in the README file precisely. 
Make sure to log in as root, and check your SunOS revision by typing 
"uname -r" to ensure that the correct version of Id.so is being installed. 


Install the Patch on Each Workstation 

You mustinstall this patch on each Sun workstation thatwill run the Software 
Analyzer. 
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Step 5. Set the environment variables 


1 Set the PATH environment variable to include the 

<dir>/usr/hpcol/sunos_4/bin directory, where <dir> is the directory 
you installed the software analyzer in. 

If you are using "csh", the syntax is: 

setenv PATH ${PATH}:<dir>/usr/hpcol/sunos_4/bin 

If you are using "sh" or "ksh", the syntax is: 

PATH=${PATH}:<dir>/usr/hpcol/sunos_4/bin 
export PATH 


2 Set the HPCOL_PRODUCTS environment variable to 

<dir>/usr/hpcoPsunos_4, where <dir> is the directory you installed 
the software analyzer in. 


setenv HPCOL_PRODUCTS <dir>/usr/hpcol/sunos_4 

After you have set the environment variables, you can type "swa &" to start 
the Software Analyzer in background mode. 
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System Requirements 

The Software Analyzer software is designed to run on a Sun 
SPARCsystem with SunOS version 5.3 (Solaris 2.3) or greater. 
The tape uses the QiC-24 data format. 

in addition, your system must have: 

• 8 Mbytes of free disk space 

• OpenWindows version 3.0 or greater 

• OpenWindows non-essential MIT core chents (package 
SUNWowMlT) 

• OpenWindows optional fonts (package SUNWowoft) 

• SunSoft OSF/Motif version 1.2.2 or greater 

To install the Software Analyzer on Sun workstations running the 
Solaris operating system, you will take the following steps: 

• Step 1. Load the tape. 

• Step 2. Install the Software Analyzer. 

• Step 3. Run the configure script (if necessary). 

• Step 4. Set the environment variables. 



Installation 

Installing the Software Analyzer (Solaris) 


Step 1. Load the tape 


1 Verify the HP B3740A tape write-protect screw points to SAFE. 

2 Insert the tape in the tape drive, and slide the lever on the tape drive 
to the right. 



3 Verify what kind of tape drive you have to see if it can read QIC-24 
tapes by typing: 

mt -f <tape_device_name> status 

QIC-150 (Archive Viper), Emulex MT-02, and Sysgen SC4000 tape drives can 
read QIC-24 tapes. The 4-track QIC-11 tape drives cannot read 9-track 
QIC-24 tapes. 


4 If your tape drive cannot read QIC-24 tapes, stop now and find 
another tape drive that can. 
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Step 2. Install the Software Analyzer 


1 Log in as root and change directory to /. 

2 If the tape drive is on your local system, extract the swa_install 
script from the tape by typing: 

umask 0 

tar xvfbp <device> 20 swa_install 

3 If you are installing the software from a tape drive on a remote 
system, extract the swa_install script from the tape by typing: 

rsh -n <hostname> "dd if=<device> bs=20b" | 

tar xvfbp - 20 swa_install 

<device> is the name of your tape device. 

<hostname> is the name of the system with the tape drive. 

4 Install the software by typing "./swa_instaU". 

The swa_install script will request the following: 

• Device name of your tape device 
Enter the same <device> as above. 

• Operating system for which you are installing the software 

Select the operating system used by the workstation which will run 
the Software Analyzer. 

• Directory where you want the software to be installed 

After you have answered the questions, swa_install will install the 
appropriate software on your hard drive, then run the configure script to 
perform the setup required to run the Software Analyzer. The software will 
be installed under the subdirectory opt/hpcol/ in the directory you specified. 
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If configure succeeds, and if you will operate the Software Analyzer only on 
the workstation where it was installed, skip to Step 4, Set the PATH 
environment variable. If configure fails, fix the indicated problem and go to 
Step 3, Run the configure script. 


Step 3. Run the configure script 

If the swa_instaU script succeeded in Step 2, skip to Step 4. 


To run the configure script, change to the directory named 
opt/hpcol/solar_2 by typing: 


cd opt/hpcol/solar_2 
./configure 

You should run the standalone configure script on the workstation where you 
originally installed the Software Analyzer, and on each workstation that has a 
local file system and that NFS mounts the opt/hpcol install tree. You may run 
the configure script as root at any time to verify that all files required by the 
Software Analyzer are linked to the correct locations on the local file system. 
The configure script does the following: 

• Checks for the existence of the SunSoft OSF/Motif 1.2.2 or 1.2.3 
product under $MOTIFHOME. If $MOTIFHOME has not been defined, 
the script looks under /opt/SUNWmotif (for Motif 1.2.2) or under /usr/dt 
(for Motif 1.2.3). 

• Installs two logic analyzer fonts in the $OPENWINHOME/lib/fonts 
directory. 

$OPENWINHOME is /usr/openwin by default. 

• For SunSoft OSF/Motif 1.2.3 only, creates symbolic links between 
versions 2 and 3 of the Motif shared libraries. 
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Example 


Assume the HP B3740A Software Analyzer was installed on the file server 
applejree in the directory /home/apple_tree. 

There are seven workstations who want to share the applejree HP B3740 
install directory. To share this directory, you must do the following for each 
system workstation: 


1 Log in to the workstation system as root. 

2 Mount the apple_tree HP B3740 install directory by typing: 

mount apple_tree:/home/apple_tree/opt/hpcol /opt/hpcol 

3 Change to the directory /opt/hpcol/solar_2, and run the configure 
script to Unk the necessary HP B3740A files onto your local file 
system by typing: 

cd /opt/hpcol/solar_2 
./configure 

The configure script is verbose and will teU you which files failed to link. 

4 Follow the instructions given by the configure script, and continue to 
run it until it succeeds. 
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Step 4. Set the environment variables 


1 Set the PATH environment variable to include the 

<dir>/opt/hpcol/solar_2/bin directory, where <dir> is the directory 
you installed the software analyzer in. 

If you are using "csh", the syntax is: 

setenv PATH ${PATH}:<dir>/opt/hpcol/solar_2/bin 

If you are using "sh" or "ksh", the syntax is: 

PATH=${PATH}:<dir>/opt/hpcol/solar_2/bin 
export PATH 


2 Set the HPCOL_PRODUCTS environment variable to 

<dir>/opt/hpcoPsolar_2, where <dir> is the directory you installed 
the software analyzer in. 


setenv HPCOL_PRODUCTS <dir>/opt/hpcol/solar_2 

After you have set the environment variables, you can type "swa &" to start 
the Software Analyzer in background mode. 
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Installing the HP Logic Analyzer Software 


Table 5-1 


The HP E2450A Symbol Utility software (OPT_032, OPTC_032, or 
OPT5_032), the HP logic analyzer system software, and the HP 
module (HP 16500B only) software major version numbers must 
match. The HP B3740A Software Analyzer major version number 
does not need to match the major version number of the other parts. 
See the example software version numbers in table 5-1. 


Logic Analyzer Products and Software Version Numbers Example 


Product Software Version 

HP B3740A Software Analyzer 1.00 

HP 16500B System Software (SYSTEM) 3.06 

HP 16555A Module Software (SYS_034) 3.06 

HP E2450A Symbol Utility Software for HP 16500B (OPT_032) 3.05 


* The Symbol Utility Software major software version number must match the HP logic analyzer major software 
version number (for example, B.xxjfor the 16500B and l.xxfor the 16500C and 1660/70 series. 

The E2450A Symbol UttLity Software ships with the benchtop analyzers, as 
well as with the Software Analyzer. 


• If you need to update the HP 16500 system and module software, 
copy the files from the flexible disks to the /SYSTEM subdirectory on 
the logic analyzer’s hard disk. Then, reboot the HP 16500. 


• If you are updating the HP 1660 or HP 1670 operating system, copy 
the update from the flexible disks to the flash ROMs. Updates can be 
ordered from your HP Sales Office. 

a Go to the System Utilities menu. 

b Select the button labeled Update FLASH ROM. 

c Insert the first flexible disk and follow the onscreen instructions. 

The flexible disks now serve as backup copies for the files on the hard disk or 
in flash ROM. For more information about copying a file or updating the logic 
analyzer’s system software, see the appropriate logic analyzer User’s Guide. 
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Installing the Symbol Utility Software 

The HP E2450A Symbol Utility Software, the HP logic analyzer system 
software, and the HP module software major version numbers must 
match. 

The first time you load the symbol utility, the logic analyzer must read 
it from the flexible disk at powerup. To install the Symbol Utility 
Software on the HP logic analyzer, take the following steps: 


1 With the instrument turned off, insert the flexible disk labeled 
"HP E2450A Symbol Utility software" into the flexible disk drive on 
the logic analyzer. 

2 Turn on the instrument. 


The software loads automatically if you inserted the flexible disk prior to 
turning on the instrument. The software takes several minutes to load. 

Proceed only when the light on the front of the flexible disk drive stops 
blinking. If you proceed before the light goes out, the installation will be 
incomplete and you will have to start the process over at step 1. 


In the System Configuration menu (System External I/O menu on benchtop 
logic analyzers) menu, the Symbol Utility should now appear in the Options 
display. If it does not appear, repeat steps 1 and 2. 
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3 Select System in the upper-left comer of the display. Then, choose 
Symbol Utility from the pop-up menu. 



This figure shows the HP 16500B logic analyzer menu. The benchtop logic 
analyzers are similar. 

If you are using a benchtop logic analyzer, the Install/Cancel menu does not 
appear. The Install button appears to the right of the Specify 
Database button. 

4 Select install to copy the files onto the hard disk drive, or select 
Cancel to cancel the operation. 

Installation requires about 5 minutes to complete. After the installation is 
complete, you can remove the Symbol Utility disk from the flexible disk drive 
and store it as a backup. The Symbol Utility wiU load automatically whenever 
you turn on the logic analyzer. 

Proceed only when the light on the front of the flexible disk drive stops 
blinking. If you proceed before the light goes out, the installation will be 
incomplete and you will have to start the process over at step 1. 


CAUTION 
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Glossary 


AOUT This output format is used 
by the GNU tool chain for various 
processors, including the 68000 fam¬ 
ily. Other varieties of AOUT are not 
supported. 

benchtop logic analyzer A small, 
standalone HP logic analyzer that is 
not part of the HP 16500 logic analy¬ 
sis system. As of this edition, only 
the HP 1660C/CS-series and the 
HP 1670-series can run the Softvfare 
Analyzer. 

browser A pop-up menu ■which 
lets you examine and select OMF 
symbols. 

data label A symbol that refers to 
an arbitrary value, much like the la¬ 
bels that are available in the logic 
analyzer ■without the Symbol Utility. 
All other symbols refer to addresses. 
Data labels can be defined only in 
the General-Purpose ASCII symbol 
file format. 

database file The file created by 
the symbol utility or nsbuhd. The 
file is organized so that the Symbol 
Utility can efficiently look up the 
symbol associated ■with any address 
or label value. Database files have a 
".ns" file name extension. 


ELF/DWARF This OMF is a port¬ 
able format consisting of the ELF 
(Executable and Linkable Format) 
and the DWARF (Debugging Infor¬ 
mation Format) for various 
processors, including Intel 80960, 
PowerPC, and MIPS. 

ELF/STABS This OMF is a port¬ 
able format consisting of the ELF 
(Executable and Link Format) and 
the "stabs" debug format. The 
"stabs" format is derived from "The 
Stabs Debug Format," revision 2.125, 
produced by Cygnus Support. Devia¬ 
tions from this specification are not 
supported. 

GPA The General-Purpose ASCII 
file format. These symbol files are 
created by the user with an ASCII 
text editor. 

HP-MRI IEEE-695 The OMF for¬ 
mat produced by HP and MRI 
cross-compilers and cross-assem¬ 
blers. This format is fuUy supported 
by the Symbol Utility IEEE-695 
reader. 

IEEE-695 A particular format for 
an OMF. This format is usually pro¬ 
duced by language tools for 
non-Intel microprocessors. Some 
language tools that claim to output 
this format may deviate from the 
IEEE-695 standard in ways that 
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make the OMF file unreadable by the 
Symbol Utility reader. 

language tool chain A set of pro¬ 
grams used to generate executable 
code. For example, a compiler, as¬ 
sembler, and linker. 

loaded file A database file that 
has been loaded into the Symbol Util¬ 
ity. 

measurement module Any of the 

cards that can be inserted into the 
slots in the HP logic analyzer, such 
as an oscilloscope, pattern gener¬ 
ator, or state analyzer. The 
HP E2450A Symbol Utility requires a 
state analyzer measurement module. 

nsbuild A utility that allows you to 
build symbol database files on your 
host computer rather than on your 
logic analyzer. The nsbuild method 
is faster than the logic analyzer 
method. 

OMF A file that contains mixed ob¬ 
ject code and symbol information. 
OMF stands for Object Module File. 
The OMF is produced by the lan¬ 
guage tool chain. These files are also 
referred to as symbol files. 

OMF286 A particular format for 
an OMF. This format is usually pro¬ 
duced by language tools for Intel 


80x86-series and Pentium microproc¬ 
essors rumring in real or protected 
mode. 

OMF386 A particular format for 
an OMF. This format is usually pro¬ 
duced by language tools for Intel 
80x86-series or Pentium microproc¬ 
essors rumring in real or protected 
mode. 

OMF86 A particular format for an 
OMF. This format is usually pro¬ 
duced by language tools for Intel 
80x86-series and Pentium microproc¬ 
essors running in real mode only. 

OMF96 A particular format for an 
OMF. This format is usually pro¬ 
duced by language tools for the Intel 
80196 family of microprocessors. 

point symbol A symbol that refers 
to a single address. 

procedure A term used in the 
Symbol Utility to refer to proce¬ 
dures, functions, subroutines, or 
their equivalents. 

range symbol A symbol that re¬ 
fers to a range of addresses, such as 
a module or procedure. 

reader A program that generates a 
database file from an OMF file on the 
logic analyzer. 
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symbol database file See data¬ 
base file. 

symbol file A file that contains 
symbol debugging information. This 
file is produced by the language tool 
chain. These files are also referred 
to as OMF files. 

TI-COFF An OMF produced by 
language tools for Texas Instruments 
microprocessors. 


user symbol table A table con¬ 
taining the symbols that are created 
by the user, using the Symbols op¬ 
tion in the Format menu. This is the 
standard symbol capability of the 
HP logic analyzer. 

Win32s A Microsoft product that 
allows 32-bit Windows applications 
to run in MS Windows 3.1. 
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* character, 3-17 
? character, 3-17 
.ns files, 2-16 
loading, 3-11 
see also symbol database 

A 

Absolute Section Location option, 3-13 
ADDR label, 2-20 to 2-24, 2-33 to 2-34, 
3-10, 4-9 to 4-10,4-12 
Address display, 3-21 
Intel 80x86 addresses, 3-21 
Align to Byte option, 3-19 
alternate fonts, 4-6 to 4-7 
arrow keys 

differ on PC or In X-Windows, 1-6 
ASCII format (CPA), 3-25 to 3-32 
assembler, 2-16 

B 

background 

starting software analyzer in, 1-3, 2-18 
base, 2-28 to 2-29, 2-33 to 2-34 
Browse button, 1-5 
Browse Results display, 3-15, 3-19 
browser, G-1 
accessing, 2-28 to 2-29 
menu, 3-15 to 3-22 
symbol database, 3-17 
using, 2-28 to 2-29 
building symbol database, 2-24 
in tutorial, 1-9 
buttons 
Browse, 1-5 
Connect, 1-4, 2-19 
Download, 1-5 
Next Line, 2-30 
Next State, 1-10 
Prev Line, 2-30 
Prev State, 1-10 
trace list navigation, 1-4 

C 

command line options, 2-18 
commands. 

Main window, 3-3 to 3-8 
comments, 

in General-Purpose ASCII format, 3-32 
common problems, 4-2 


Communications field 
in System Configuration menu, 1-3 
compiler, 2-16 
configuration files 
in tutorial, 1-4 
Connect button, 1-4, 2-19 
connecting to HP logic analyzer, 3-5 
problems, 4-4 to 4-5 
timeout, 3-5 
Context display, 3-21 
Control window, 1-4 
creating GPA symbol files, 2-18 
Current Loaded Files field, 3-12 
Delete field, 3-12 
Delete option, 2-25 to 2-27 
using, 2-25 to 2-27 
View field, 3-12 


D 

DATA label, 4-12, G-1 
data listing, 

symbols in, 2-33 to 2-34 
database file, G-1 
created during load, 2-24 
see also symbol database 
define trigger 
in tutorial, 1-9 
Delete field, 3-12 
using, 2-25 to 2-27 
demo program, 1-1, 1-7 
trace data loaded, 1-9 
dialog boxes 
File Download, 1-4 
LAN connection, 1-3 
disassembler, 4-11, 4-13 
disconnecting another user, 4-3 
display trace listing 
in tutorial, 1-9 
symbols, 2-33 
Download button, 1-5 
downloading symbols to HP logic analyzer, 
2-20, 3-4 
Drive field, 3-10 
dynamically loaded code, 3-13 


E 

editing 

create GPA symbol file, 2-18 
ELF/DWARF file format, 3-23 
Ethernet configuration 
in System Configuration menu, 1-3 
options, 4-4 to 4-5 

exiting the Software Analyzer, 2-19, 3-4 

F 

file 

names and line numbers, 3-15 to 3-22 
versions, 3-11 

File Download command, 3-4 
File Download dialog box, 1-4 
file formats, 3-23 
Find field, 3-17 
font path, 4-6 to 4-7 
fonts, 

alternate or missing, 4-6 to 4-7 
formats 

of supported file types, 3-23 
FUNCTIONS in GPA format. 3-29 

G 

General-Purpose ASCII (GPA) format, 
3-25 to 3-32 
address format, 2-18 
comments, 3-32 
creating, 2-18 
FUNCTIONS. 3-29 
record format summary, 3-26 
record headers, 3-25 to 3-32 
SECTIONS. 3-28 
simple form, 2-18 
SOURCE LINES, 3-31 
START ADDRESS, 3-31 
VARIABLES, 3-30 
generate symbol file option, 2-16 
globals and locals, 3-15 to 3-22 
GPA, G-1 

see also General Purpose ASCII 
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H 

HP 9000 Series 700 
installing software, 5-6 
HP logic analyzer 
connecting to, 3-5 
LAN address, 3-5 
HP-MRI IEEE-695, G-1 

I 

IEEE-695, G-1 
in use status, 4-3 
instaning, 5-2 

software for logic analyzer, 5-23 
software on HP 9000 Series 700, 5-6 
software on Solaris, 5-17 
software on SunOS, 5-10 
Symbol Utility software, 5-24 
tutorial, 1-2 

instruction prefetch, 4-11 
interface hardware 
for LAN. 1-2 
Internet Address, 3-5 
Invasm Options menu, 4-11 
inverse assembler file 
in tutorial, 1-5 

inverted mouse button settings, 3-7 
IP address, 3-5 
of logic analyzer, 1-4, 2-18 

J 

jumping 

to next source line, 1-11 
to next state, 1-10 

L 

label, 3-10 

entry field for software traces, 1-8 
setting base, 2-33 to 2-34 
Label field, 3-10 
for mapping OMF symbols, 2-23 
LAN 

address of HP logic analyzer, 3-5 
dialog box, 1-3 
Interface Module, 1-2 
problems, 4-4 to 4-5 
language tool chain, G-2 
line number field, 3-22 
line numbers, 3-6 


linker, 2-16 
Listing menu 
no symbols in, 4-8 
Load field, 2-24,3-11 
load menu, 3-9 to 3-14 
using, 2-20 to 2-24 
Loaded Database Files menu, 3-12 
loaded file, G-2 
loading 

symbol file into meas. module, 2-24 
Local File box, 1-5 
Logic Analyzer window, 1-4 

M 

Main window commands, 3-3 to 3-8 
mainframe (HP 16500), 1-2 
mapping OMF symbols 
to label, 2-23 

masking off addresses, 3-19 
measurement module, G-2, 2-20 to 2-24 
choosing, 3-11 

on portable logic analyzers, 2-22 
messages, 3-33 to 3-35 
pods truncated, 1-6 
missing fonts, 4-6 to 4-7 
Module field. 3-11 
mouse button settings, 3-7 
moving 

in source code, 1-11, 2-30 
in trace data, 1-10 
multiple files 
OMF, 3-11 
symbol, 3-11 


N 

network protocol, 3-5 
in tutorial, 1-4 
Next Line 
operations, 4-13 
Next Line button, 2-30 
Next State button, 1-10 
no symbols in Listing menu, 4-8 
nsbuUd utility, 2-17 
numbers 

of software versions, 1-3 


O 

odd-numbered addresses, 3-19 
offset 

adding to address values, 3-13 
aU sections, 3-13 
code section, 3-13 
trigger term, 3-20 

Offset option of browser menu, 3-20 
OMF Filefield, 2-23, 3-10 
Refresh field, 3-10 
using, 2-16 

OMF Load field, using, 2-16 
OMF symbol files, G-2 
creating, 2-16 

currently loaded, 2-25 to 2-27 
deleting, 2-25 to 2-27 
downloading to HP logic analyzer, 3-4 
formats supported, 3-23 
in tutorial, 1-7 
loading, 2-16 
versions, 3-11 
OMF Symbol Table 
browser menu, 3-15 to 3-22 
in tutorial, 1-8 

using browser menu, 2-28 to 2-29 
using load menu, 2-20 to 2-24 
OMF symbols 
browsing, 3-17 
downloading, 2-20 to 2-24 
symbol type, 3-16 
OMF86, G-2 

options, command line, 2-18 

P 

path name 
of OMF file, 3-21 
of source files, 3-21 
PC-relative code, 3-13 
ping command, 4-4 to 4-5 
pods truncated message, 1-6 
point symbol, G-2 
prefetch, 3-19, 4-11 
offsetting trigger term, 3-20 
prerequisites for tutorial, 1-2 
Prev Line 
operations, 4-13 
Prev Line button, 2-30 
Prev State button, 1-10 
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problems, 4-2 
procedure, G-2 
protocol, 
network, 3-5 

R 

range symbol, G-2 
reader, G-2 

record format summary (General Purpose 
ASCII ffles), 3-26 
record headers, 3-25 to 3-32 
reference information, 3-2 
Refresh field, 3-10 
relocation of code, 3-13 
remote X server, 4-6 to 4-7 
removing 

loaded symbol files, 2-25 to 2-27 
required software, 5-2 
for HP 9000 Series 700, 5-6 
for Solaris, 5-17 
for SunOS, 5-10 
requirements for tutorial, 1-2 
running MS Windows on PC 
select Network Protocol, 1-4 
running software analyzer 
as a background task, 1-3, 2-18 

S 

sample files for tutorial 
configuration file, 1-4 
inverse assembler file, 1-5 
SAMPLES directory, 1-5 
scroll data 

by assembly states, 1-10 
by source lines, 1-11 
ScroU Files field. 3-19 
search, 3-17 

Section Format, 3-25 to 3-32 
SECTIONS in GPA format, 3-28 
setting up the Software Analyzer, 1-3, 2-18 
settings 

inverted mouse buttons, 3-7 
Source window, 3-6 
Settings Connect command, 3-5 
Settings Inverted...Mouse command, 3-7 
Settings Source View command, 3-6 


software 

for HP 9000 Series 700, 5-6 
for logic analyzer, 5-23 
for Solaris, 5-17 
for SunOS, 5-10 
for Symbol Utility, 5-24 
installing, 5-2 

installing for logic analyzer, 5-23 
installing on Solaris, 5-17 
installing on SunOS, 5-10 
installing Symbol Utility, 5-24 
required, 5-6 
version numbers, 1-3 
Software Analyzer 
exiting. 3-4 
installing, 5-2 
using, 2-2 
source code 

not in Source window, 4-9 to 4-10 
Source code window, 1-4 
SOURCE LINES in GPA format, 3-31 
source path, 3-6, 3-8 
Source window settings, 3-6 
START ADDRESS in GPA format, 3-31 
start software analyzer, 1-3 
background task, 1-3, 2-18 
state analyzer module, 1-2 
supported file formats, 3-23 
suppressed states, 4-11, 4-13 
swa command, 1-3 
symbol base, 2-33 to 2-34 
symbol browser menu, 2-28 to 2-29 
symbol database 
.ns files, 2-16 
creating, 3-11 
search results, 3-19 
symbol file, G-3 
creating GPA, 2-18 
load menu, 3-9 to 3-14 
removing, 2-25 to 2-27 
using load menu, 2-20 to 2-24 
viewing, 2-25 to 2-27 
see also OMF symbol file 
Symbol Mode field, 3-15, 3-22 
symbol type, 3-16 
precedence, 2-33 to 2-34 
Symbol Type Selection field, 3-15 to 3-16 


Symbol Utility, 1-2 
in pop-up menu, 2-20 
installing, 5-23 to 5-25 
supports file formats, 3-23 
symbols 
browsing, 3-17 
choosing, 3-22 

downloading to HP logic analyzer, 3-4 
format, 3-15 to 3-22 
globals/locals or file/line numbers, 3-22 
not in listing menu, 4-8 
system software 
for logic analyzer, 1-2 

T 

tab width, 3-6 
TI-COFF, G-3 
timeout connection, 3-5 
TMP directory, 1-5 

Trace List Control window, 1-4, 1-10, 2-30 
Trace List Source window, 2-30 
illogical navigation, 4-11 
no source code in, 4-9 to 4-10 
trace listing, symbols in, 2-33 to 2-34 
transport, 3-33 
trigger 

defined in tutorial, 1-9 
on symbol, 2-28 to 2-29 
trigger term, 2-28 to 2-29, 3-15 to 3-22 
tutorial, 1-2 

build symbol database, 1-9 
configuration fUe, 1-4 
define trigger, 1-9 
display trace listing, 1-9 
inverse assembler fUe, 1-5 
OMF file, 1-7 
OMF symbol table, 1-8 
scroll data by assembly states, 1-10 
scroll data by source lines, 1-11 
Tutorial steps 

1. Start the software analyzer, 1-3 

2. Configure the analyzer, 1-4 to 1-6 

3. Load the symbol database, 1-7 to 1-8 

4. Set up the trigger and capture data, 1-9 

5. Scroll data by assembly states, 1-10 

6. Scroll data by source lines, 1-11 
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u 

User Symbol Table, G-3 

User Symbols, 2-33 to 2-34, 3-16 

V 

valid line numbers, 3-22 
VAEIABLES in GPA format, 3-30 
versions 

of software numbers, 1-3 
of symbol files, 3-11 
View field, 3-12 
viewing 

loaded symbol files, 2-25 to 2-27 

W 

wildcard characters 
* character, 3-17 
? character, 3-17 
Win32s, G-3 
installing, 5-4 
windows displayed 
for software analyzer, 1-4 


X 

X terminal, 4-6 to 4-7 
X-Windows, 1-6 
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under the copyright laws. 

Document Warranty 

The information contained in 
this document is subject to 
change without notice. 

Hewlett-Packard makes 
no warranty of any kind 
with regard to this 
materiai, inciuding, but 
not limited to, the impiied 
warranties of 
merchantabiiity or fitness 
for a particular purpose. 
Hewlett-Packard shall not be 
liable for errors contained 
herein or for damages in 
connection with the 
furnishing, performance, or 
use of this material. 


Safety 

This apparatus has been 
designed and tested in 
accordance with lEC 
Publication 348, Safety 
Requirements for Measuring 
Apparatus, and has been 
supplied in a safe condition. 
This is a Safety Class I 
instrument (provided with 
terminal for protective 
earthing). Before applying 
power, verify that the correct 
safety precautions are taken 
(see the following warnings). 
In addition, note the external 
markings on the instrument 
that are described under 
"Safety Symbols." 

Warning 

• Before turning on the 
instrument, you must connect 
the protective earth terminal 
of the instrument to the 
protective conductor of the 
(mains) power cord. The 
mains plug shall only be 
inserted in a socket outlet 
provided with a protective 
earth contact. You must not 
negate the protective action 
by using an extension cord 
(power cable) without a 
protective conductor 
(grounding). Grounding one 
conductor of a two-conductor 
outlet is not sufficient 
protection. 

• Only fuses with the 
required rated current, 
voltage, and specified type 
(normal blow, time delay, 
etc.) should be used. Do not 
use repaired fuses or 
short-circuited fuseholders. 

To do so could cause a shock 
of fire hazard. 


• Service instructions are for 
trained service personnel. To 
avoid dangerous electric 
shock, do not perform any 
service unless qualified to do 
so. Do not attempt internal 
service or adjustment unless 
another person, capable of 
rendering first aid and 
resuscitation, is present. 

• if you energize this 
instrument by an auto 
transformer (for voitage 
reduction), make sure the 
common terminal is 
connected to the earth 
terminal of the power source. 

• Whenever it is likely that 
the ground protection is 
impaired, you must make the 
instrument inoperative and 
secure it against any 
unintended operation. 

• Do not operate the 
instrument in the presence of 
flammable gasses or fumes. 
Operation of any electrical 
instrument in such an 
environment constitutes a 
definite safety hazard. 

• Do not install substitute 
parts or perform any 
unauthorized modification to 
the instrument. 

• Capacitors inside the 
instrument may retain a 
charge even if the instrument 
is disconnected from its 
source of supply. 

• Use caution when exposing 
or handling the CRT. 

Handling or replacing the 
CRT shall be done only by 
qualified maintenance 
personnel. 
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Safety Symbols 

A 

Instruction manual symbol: 
the product is marked with 
this symbol when it is 
necessary for you to refer to 
the instruction manual in 
order to protect against 
damage to the product. 

Hazardous voltage symbol. 

I 

Earth terminal symbol: Used 
to indicate a circuit common 
connected to grounded 
chassis. 


WARNING 

The Warning sign denotes a 
hazard. It calls attention to a 
procedure, practice, or the 
Uke, which, if not correctly 
performed or adhered to, 
could result in personal 
Injury. Do not proceed 
beyond a Warning sign until 
the indicated conditions are 
fuUy understood and met. 


CAUTION 

The Caution sign denotes a 
hazard. It calls attention to 
an operating procedure, 
practice, or the like, which, if 
not correctly performed or 
adhered to, could result in 
damage to or destruction of 
part or all of the product. Do 
not proceed beyond a 
Caution symbol until the 
Indicated conditions are fuUy 
understood or met. 



Product Warranty 

This Hewlett-Packard 
product has a warranty 
against defects in material 
and workmanship for a period 
of one year from date of 
shipment. During the 
warranty period, 
Hewlett-Packard Company 
win, at its option, either 
repair or replace products 
that prove to be defective. 

For warranty service or 
repair, this product must be 
returned to a service facility 
designated by 
Hewlett-Packard. 

For products returned to 
Hewlett-Packard for warranty 
service, the Buyer shall 
prepay shipping charges to 
Hewlett-Packard and 
Hewlett-Packard shall pay 
shipping charges to return 
the product to the Buyer. 
However, the Buyer shall pay 
aU shipping charges, duties, 
and taxes for products 
returned to Hewlett-Packard 
from another country. 
Hewlett-Packard warrants 
that its software and firmware 
designated by 

Hewlett-Packard for use with 
an instrument will execute its 
programming instructions 
when properly installed on 
that instrument. 
Hewlett-Packard does not 
warrant that the operation of 
the instrument software, or 
firmware will be 
uninterrupted or error free. 

Limitation of Warranty 

The foregoing warranty shall 
not apply to defects resulting 
from improper or inadequate 
maintenance by the Buyer, 
Buyer-supplied software or 
interfacing, unauthorized 
modification or misuse, 
operation outside of the 
environmental specifications 
for the product, or improper 
site preparation or 
maintenance. 


No other warranty is 
expressed or implied. 
Hewlett-Packard 
speciiically disclaims the 
implied warranties of 
merchantability or fitness 
for a particnlar pnrpose. 

Exclnsive Remedies 

The remedies provided herein 
are the buyer’s sole and 
exclusive remedies. 
Hewlett-Packard shall not be 
liable for any direct, indirect, 
special, incidental, or 
consequential damages, 
whether based on contract, 
tort, or any other legal theory. 

Assistance 

Product maintenance 
agreements and other 
customer assistance 
agreements are available for 
Hewlett-Packard products. 
For any assistance, contact 
your nearest Hewlett-Packard 
Sales Office. 

Certification 

Hewlett-Packard Company 
certifies that this product met 
its published specifications at 
the time of shipment from the 
factory. Hewlett-Packard 
further certifies that its 
calibration measurements are 
traceable to the United States 
National Institute of 
Standards and Technology, to 
the extent allowed by the 
Institute’s calibration facility, 
and to the calibration 
facilities of other 
International Standards 
Organization members. 
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